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1.0 INTRODUCTION 

As the duration of space missions has increased and payloads have become 
more complex, the contamination of optical surfaces on spaceborne systems has 
emerged as a significant problem. Outgassed contaminants from non-metal lie 
materials on a spacecraft generate an artificial “atmosphere" around the vehi- 
cles, and these contaminants subsequently condense on exposed or cooled 
surfaces. The problem is compounded if the condensed contaminants are exposed 
to energetic radiation (solar ultraviolet, electron and proton radiation), . 
because such exposure can polymerize the films and inhibit the natural re- 
evaporation processes, which might otherwise reduce the buildup of contamina- 
tion. Most space vehicles are also subjected to prelaunch testing in space 
simulation chambers, and during such testing there is risk of significant 
contamination from outgassing of polymeric materials in the chamber and from 
backstreaming of vacuum pump oils. 

Optical surfaces are particularly sensitive to the effects of contaminant 
deposition as lenses, mirrors, detectors and windows can all be significantly, 
degraded by thin organic films. The most serious effects are experienced by 
systems operating at ultraviolet wavelengths, where absorption and scattering 
of the optical radiation is very significant, even with contaminant films 
just a few hundred angstroms thick. 

Cleaning of surfaces contaminanted during space simulation testing is 
often difficult and expensive, and cleaning surfaces contaminated in space is 
usually impossible. Therefore, it is important that the dynamics of contami- 
nants and their effects be studied and understood, so that the design and 
testing of space vehicles can be modified to reduce the risk of degradation. 

As part of an ongoing program to study contamination phenomena, an 
experimental vacuum chamber has been designed and fabricated to provide a wide 
range of experimental capability. This Work Chamber Assembly (WCA) was con- 
ceived to establish the proof-of- principle of various techniques for studying 
ihe kinetics of contaminants and their effects. It incorporates the capability 
for depositing both optical and contaminant films on temperature-controlled 
samples, and for in-si tu measurements of the vacuum ultraviolet reflectance. 
Ellipsometer optics are mounted on the chamber for film thickness determina- 
tions, and other features include access ports for radiation sources and 
instrumentation. 

1 . 
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In support of the chamber design, several studies were con- 
ducted to define specific chamber requirements, to determine the sensitivity 
of the measurement techniques to be incorporated in the chamber, and to 
establish procedures for handling samples prior to their installation in the 
chamber. These studies included combined Auger electron spectroscopy and 
ellipsometry measurements, ultraviolet reflectance measurements on contami- 
nated surfaces, and a study of the cleaning and storing of metal samples 
prior to testing. 

This report include? a description of the supportive studies, the design 
and fabrication of the WCA, the development of an ellipsometer data reduction 
system and the fabrication of a vacuum ultraviolet reflectometer. 
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2.0 PRELIMINARY TASKS 

Before embarking on the major tasks of the program, several preliminary 
tasks were undertaken. These included: 

0 Bibliography and Literature Survey - an examination and cataloging 
of current literature on contamination phenomena 

0 Mirror Fabrication - the vacuum deposition of quantities of small 
mirror samples for delivery to JSC 

0 Development of the Vapor Effusion Source - an effort to improve on 
the design of sources for repeatable and uniform deposition of 
organic contaminant films. 

2.1 BIBLIOGPJ\PHY AND LITERATURE SURVEY . A literature search was con- 
ducted at several facilities including: the McDonnell Douglas Research and 
Engineering Library (MDREL) in St. Louis; the Douglas Aircraft computerized 
data retrieval system in Long Beach, California; and the NASA Scientific 
and Technical Information Division's Literature Search #22974, 17 July 1973. 

The MDREL search produced over 50 abstracts of papers and reports on 
contamination phenomena that are included in the library collection. Selected 
papers from this list were reviewed and/or copied. Very few references were 
generated by the computer search at Long Beach, but a total of 41 references 
were listed in NASA Literature Search #22974. Many of these references were 
sought for a detailed review. 

The references compiled from the papers reviewed are assembled in the 
bibliography and included as Appendix A. Classifications were selected for 
the references as follows: 

0 Sources 

0 rocket plumes 
0 abl ators 
0 organics 
0 cryodeposits 

0 Surfaces 

0 optical systems 
0 sensors 

0 thermal control coatings 
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0 Experimental 

0 measurement techniques 
0 contamination monitoring 
0 cleaning techniques 

0 Theoretical 

0 analytical techniques 
0 contamination kinetics 

0 General 

0 space radiation effects 

2.2 MIRROR FABRICATION . A series of vacuum-deposited mirrors were fabri- 
cated in support of contamination experiments being conducted at NASA- JSC. All 
the mirrors were deposited on 1-inch diameter, 1/8-inch thick fused silica sub- 
strates. Two batches of mirrors were fabricated and delivered to JSC as follows: 

0 50 aluminum mirrors overcoated with magnesium fluoride to an optical 
thickness of 1/2 wave at 12168. 

0 50 aluminum mirrors overcoated with magnesium fluoride to an optical 
thickness of 3/4 wave at 12168. 

2.3 VAPOR EFFUSION SOURCE DEVELOPMENT . Of prime importance in the study 
of thin film molecular contamination of optical surfaces is the deposition of 
uniform thin organic films in a controlled and reproducible manner. This is 
accomplished using a vapor effusion source, consisting of a heated oven to pro- 
duce molecular vapors , and an effusion nozzle to direct the molecular vapors 
toward the substrate. The original vapor effusion source (VES) design in use 
at MDC-St. Louis had several limitations; in particular, the single orifice 
nozzle limited the uniformity of the deposited films, and the shutter design 
resulted in excessive contamination of the vacuum system due to leakage of con- 
taminant flux. The purpose of this task was to develop an improved version of 
this important component. 

2.3.1 Analytical Treatment 

Single Orifice . The radial thickness distribution t(r), of a deposited 
film from a single orifice of finite area is given by the equation: 

t(r) = E . £ ° s - J. - C°s9 ( 2 . 1 ) 

p IT h 

where m is the total mass deposited per untt solid angle, p is the density of 
the film, Y and e are the emission and incident angles respectively, and h is the 
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distance between the orifice and the area deposited. These parameters are 

2 2 2 

identified in Figure 2-1 and it is apparent that y = q and h = a + r , 
where h is the source to sample distance. Therefore, Equation 2-1 reduces to: 
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t(r) . % 

p IT (z + r ) 


At the center of the sample, r * 0: 


m 


t(0) 2- 

p IT Z 


( 2 - 2 ) 


(2-3) 



FIGURE 2-1 - GEOMETRY OF SINGLE ORIFICE SOURCES 


The emission angle, y» is limited by the finite wall thickness, w, of the 
orifice and is given by the expression: 

Y = tan’^ (^) (2-4) 

where d is the orifice diameter. 
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Unfortunately, many single orifice effusion sources do not obey the cosine 
law as given by Equation 2-2. This is due to a number of effects such as 
interaction of the molecular flux with the orifice wall and the residual 
chamber gases. In view of the complexity of these interactions one can *ise 
the cosine law only as a first order approximation and must make experimental 
measurements for an accurate determination of the flux distribution. The flux 
at the center of the sample can be predicted from Eouation 2-3 if the correction 
factor W is applied, so that t(0) = ^ . 

(1 + 1 ^) p Tt r 



FIGURE 2-2 - GEOMETRY OF MULTIPLE ORIFICE SOURCES 

Multiple Orifices . The multiple-orifice nozzle consists of a series of 
single orifices equally spaced around the circumference of a circle of radius' R 
(Figure 2-2). The contribution of each orifice to the radial distribution of 
the deposited film is given by: 

dt(r)=-^de (2-5) 

2pTT V 
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The total radial distribution can be shown to be: 


t(r) = 


2 de 

2pir^ oJ [Jl^ + (R+r)^ - 4 Rr sin^ (e/2)]^ 
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2jl^ + (r+R)^ + (r-Rl^ 

+ Cr+R)^]^'^^ [jl^ + (r-R)^]^^^ 


( 2 - 6 ) 


At the center of the sample t r = 0. 




(2-7) 


The variations of t(r) for several values of z and R are shown in Figure 2-3. 
As with the single nozzle equations, the wall thickness of the orifices modi- 
fies the distribution represented in Equation 2-6. 


2.3.2 Selection of Nozzle Designs . The selection of any one specific 
type of effusion nozzle geometry depends on the type of measurement to be made. 
For measurements requiring thickness uniformity over a small area, as in the 
case of ellipsometric measurements, the choice of orifice design is not criti- 
cal. However, for experiments requiring uniformity over a larger area a 
multiple nozzle source can be used to advantage. 

Both types of effusion nozzle were selected for experimental evaluation. 

A single orifice was made with a diameter of 1.1 nm and a wall thickness of 
1.1 mm. The field angle of this orifice, as defined by Equation 2-4, was 90° 
so that the vapors from the nozzle were deposited over an area 100 mm in di- 
ameter on a sample placed 50 mm from the source. The multiple-orifice nozzle 
consisted of ten orifices each 0.5 mm diameter, 0.5 mm wall thickness, equally 
spaced on a 10 mm circle. Results of the evaluation are given in paragraph 
2.3.4. 
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FIGURE 2-3 - PREDICTED DISTRIBUTION OF FILMS DEPOSITED 
WITH A MULTIPLE NOZZLE VES WITH R = 1 cm 


2.3.3 Improved Vapor Effusion Source Design . A new VES design (Figure 2-4) 

was prepared and it I'lcluded the following improved features: a shield and 

rotary shutter manifr-d which collected the contaminant fluxes between deposi- 
tion cycles, a demountable effusion nozzle replacing the single fixed orifice 

of the original design, six heaters (compared with four previously) to ensure 
uniform heating, and removable components to facilitate cleaning. 

A VES was manufactured to the design shown in Figure 2-4 and was installed 
in an ellipsometer chamber for evaluation; this installation is illustrated in 
Figure 2-5. The shutter manifold was supported on a rotary vacuum passthrough 
located in the port directly behind the VES. The tube shown extending from the 
front of the shutter provided a vapor bypass from the shutter/manifold to the 
pumping port, to remove volatiles when the shutter was closed. 

2.3.4 Evaluation of the Vapor Effusion Source . An evaluation of the new 
VES was undertaken in the vacuum ellipsometer illustrated in Figure 2-5. A 
series of experiments were conducted using both the single and multi-orifice 
nozzles. The working fluid was Dow Corning DC-705 diffusion pump oil. Thin 
films of DC-705 were deposited onto a gold-coated silica substrate mounted 
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Rotary 

Shutter Manifold 
(In Oosed Position) 



FIGURE 2-4 - IMPROVED VES DESIGN 


50mm from the VES nozzle with the VES temperature set at 130°C (403K), the 
deposition rates were 8 and ll8/min for the single and multiple-orifice nozzle 
respectively. 

The uniformity of the deposited film was determined by scanning across 
the sample with the 2mm diameter ellipsometer laser beam. Results of these 
measurements are summarized in Figure 2-6,. Some scatter is obvious in the 
data and this was probably due as much to instabilities in the DC-705 film as ! 
to measurement errors. (Prior experience in the MDAC-E laboratories has 
indicated that DC-705 films often take several hours to reach equilibrium) 

Over the central area of the sample, up to approximately 4mm radius, the 
single nozzle provided a uniform flux within 2 or 3 %. Beyond an 8mm radius 
the measured thickness dropped off even more severely than the theoretical 
cosine distribution. In contrast the multiple orifice nozzle provided moder- 
ately good uniformity over a 12mm radius, but fell well below the theoretical 
curve at the 17nm radius. As discussed earlier, the departure from the theory 
can be attributed to the finite wall thickness of the orifices. 


9 


MCOOISI^CLL DOUGLAS ASTRONAUTICS COMRANT - EAST 










Thermocouple Connectors- 



MCOO^^ELL. DOUGLAS AS'f~^O^AUT~iC S COrytf*AN'V 


FIGURE 2-5 - SECOND GENERATION VES INSTALLED IN THE ELLIPSOMETER CHAMBER 



FINAL REPORT 


MDC E1198 
MAY 1975 


AdvoMCid OpUcoC, CtfidaiiciKoiuMc 


The V£S developed in this study has been in frequent use since this eval- 
uation and has performed extremely well in a variety of applications. However, 
during the design of the Work Chamber Assembly (WCA) new design constraints were 
introduced and the VES assembly for the WCA was further modified. Details of 
the changes are discussed in Section 4.4. 



DISTANCE FROM CENTERLINE OF NOZZLE - r(cm) 

FIGURE 2-6 - MEASURED THICKNESS DISTRIBUTION OF DC-705 FILM 

DEPOSITED WITH VES 
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3.0 SUPPORTIVE STUDIES 

The design requirements for the WCA included the integration of several 
sophisticated items of equipment, and the proposed utilization of the finished 
hardware also imposed severe demands on the design. To support and verify the 
WCA design concepts, a series of supportive studies was undertaken, and the 
results of these efforts became the basis of the design. In particular, the 
following studies were performed: 

0 Inert Gas Storage Study - to examine the oxidation of metallic mirror 
coatings. 

0 Reflectance Studies - to determine the effect of contaminant films on 
the reflectance of aluminum mirrors at vacuum ultraviolet, ultraviolet, 
and visible wavelengths, as a basis for designing a VUV ref 1 ectometer 
for the WCA. 

0 Sensitivity Studies - to determine the sensitivity of Auger electron 
spectroscopy and ellipsometry for measurements on thin contaminant 
films, as a basis for selecting which of the instruments might be 
selected for integration with the WCA. 

0 Optical Cleaning Studies - to examine methods of removing contaminants 
from optical surfaces. 

0 Pumping Study - to select the optimum pumping system for the WCA. 

Details of these studies are included in the sections that follow. 

3.1 STORAGE STUDY . Clean aluminum surfaces are extremely active chemically 
and will oxidize even in a high vacuum environment. The reflectance of aluminum 
coated mirrors such as those used in solar simulation systems can be degraded by 
oxide formation and one potential use of the WCA is for studies for such 
phenomena. The ability to deposit metal films and measure their optical proper- 
ties in-si tu was to be incorporated into the WCA unless samples could be pre- 
pared, and then preserved by storage in an inert atmosphere. To examine this 
problem a storage study was undertaken. 

Storage studies were conducted in air, argon, and nitrogen using specially 
designed environmental chambers, as shown in Figure 3-1. Each sample was 
supported on a ni chrome support attached to a rubber stopper inserted in an 
aperture in the wall of the plexiglass box. Commercial grade argon and nitrogen 
gases were passed through two of the containers, over the samples, and out 
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through a mercury bubbler (neither oil nor water bubblers were used because 
of possible contamination of the samples). Filtered air was drawn through 
the third box using a small fan (this container was normally kept in a lami- 
nar flow bench; it was removed for the photograph). 

A total of 36 samples were prepared by vapor depositing approximately 

0 -7 . . 

1100 A of aluminum onto a fused silica substrate, at 2 x 10 torr, m an lon- 

pumped vacuum chamber. Each sample substrate was cleaned with organic solvents 

(acetone and propanol) prior to installation in the vacuum chamber. 

The samples were depositi^d in three separate batches, and each batch was 
mounted in one of the three environmental chambers. A pair of samples from 
each batch was measured on the ellipsometer to determine the initial film 
thickness prior to storage and after various elapsed storage times up to 
1000 hours. The results of these measurements are summarized in Table I. 

These measurements show that the final thickness after 1000 hours of 
storage was not significantly different for air, nitrogen or argon. Moreover, 
the initial ellipsometric measurements indicated that the majority of the 
oxide growth occurred within an hour after removal from the vapor deposition 
system, while the samples were being transported to the environmental chambers. 


Elapsed 

Storage 

Time 

(HoMrs) 

Average Measured Oxide Thickness (A) 

Air 

Argon 

Nitrogen 

0 

54 

55 

50 

12 

64 

58 

60 

26 

65 

58 

63 

52 

70 

57 

54 

95 

67 

54 

55 

237 

69 

61 

65 

500 

71 

64 

61 

1000 

64 

60 

56 


GP75-5214-51 


TABLE I 

GROWTH OF OXIDE FILM ON ALUMINUM FILMS IN VARIOUS 
STORAGE ENVIRONMENTS 
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The results of the study demonstrate the extreme difficulty in preserv- 
ing an oxide-free surface if a sample is handled in the laboratory environment, 
even for a brief period. It was evident from the tests that fresh films must 
be deposited and measured in-situ without breaking the vacuum. The WCA was 
subsequently designed to provide this feature. 

3.2 REFLECTANCE STUDIES. Thin contaminant films can severely degrade 
the reflectance properties of optical surfaces, especially at vacuum ultra- 
violet and ultraviolet wavelengths. The capability for studying such phenomena 
was to be included in the WCA design, and the reflectance studies were under- 
taken as a basis for selecting the design parameters. A series of experiments 
were performed on the reflectance of mirror substrates contaminanted with 
organic films of varying thickness. The reSvUlts of these measurements led 
to the selection of an integrating-sphere reflectometer design. 

3.2.1 Experimental Procedure . The vacuum reflectometer assembled for 
this study is illustrated diagrammatical ly in Figure 3-2. A 16-inch diameter 
stainless steel chamber was fabricated and equipped with a vapor effusion 
source (VES), shutter and liquid nitrogen cooled baffles. A lead-screw sample 
translation stage, driven through a magnetically-coupled rotary pass through, 
allowed the movement of an optical sample behind the baffles for contaminant 
deposition. This arrangement restricted the organic vapors to the annex which 
was connected directly to the pumping line of a turbomolecular pump. For 
reflectance measurements the sample was returned to the center of the chamber 
where a spring-loaded device rotated the sample to a preselected angle relative 
to the incident light. A small, rugged photomultiplier (RCA 8571) was mounted 
on a swivel arm supported on a rotary pass through in the base of the chamber. 
The acceptance angle of this detector was 3°, allowing angular reflectance 
measurements of moderate resolution. For measurements at wavelengths below 
350 nm a sodium salicylate coated silica window was installed directly in front 
of the photocathode; for measurements at longer wavelengths a silica diffuser 
plate was used to ensure uniform illumination of the photocathode. 

Radiation from the exit slit of a McPherson Model 225 Scanning Monochromator 
was focussed on the surface of the sample with an f/3.2 mirror in the vacuum 
elbow. An 800 Hz tuning fork chopper modulated the radiation in the plane of 
the exit slit and a lock-in amplifier was used to monitor tl .2 output of the 
photomultiplier detector. To cover the spectral range required, 120nm to 600 nm, 
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three light sources were used: 

0 Hinteregger Capillary Discharge Source using hydrogen gas - 120nm to 
200nm 

0 Mercury Vapor Lamp - 200 nm to 350 nm 

0 Quartz Halogen Lamp - 350nm to 600nm 

Contaminant films were deposited from a VES with a single 0.5mm diameter 

nozzle, 35mm from the sample. With the VES charged with DC705 diffusion pump 

0 

oil, a deposition rate of approximately 40 A min was measured in a separate 
experiment using an ell ipsometer. Some problems were experienced with main- 
taining a steady deposition rate, and with making accurate measurements of the 
thickness of the DC-705 films. These problems are discussed later in this 
section. 

3.2.2 Experimental Results . In the initial experiments the effect of 
DC-705 films on the reflectance of both over-coated and bare aluminum mirrors 
was investigated, over the wavelength range 350nm to 600nm. The sample mirror 
in this case was a vacuum-deposited aluminum mirror overcoated with magnesium 
fluoride equivalent to a 1/2-wave at 121. 6nm; the sample was prepared concur- 
rently with those mirrors fabricated and delivered to JSC (Section 2.2). 

Data illustrated in Figure 3-3 shows the effect of varying film thick- 
nesses for a 30° angle of incidence. The degradation is most marked at the 

0 

lower wavelengths, but even at 600nm a lOOA thick film results in a 205J 
reduction in reflectance. The variation of reflectance with film thickness, 
at three wavelengths, is illustrated in Figure 3-4. 

Visual inspection of the samples suggested that the degradation in reflec- 
tance of the contaminated samples was caused by scattering rather than by 
absorption of radiation. To confirm this phenomenon, the hemispherical reflec- 
tance of a contaminated sample was measured on a Beckman DK-2A spectrophotometer 
equipped with an integrating sphere. Results of these measurements are illus- 
trated in Figure 3-5 and it is apparent that the hemispherical reflectance was 

0 

barely influenced by a 400A film of DC-705, vet the specular reflectance was 
halved. Similar results were obtained for an uncoated aluminum surface, indi- 
cating that scattering was the predominant mechanism degrading mirror per- 
formance. 
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350 400 450 500 550 600 650 

Wavelength Cnm) 

FIGURE 3-3 - EFFECT OF DC-705 FILM ON REFLECTANCE 
OF 1 /2-WAVE MgF2/AL MIRROR 

The angular distribution of scattered 490nm radiation was investigated 
using the rotating photomultiplier detector with its acceptance angle of 
approximately 3°. The result of such a measurement is shown in Figure 3-6. 
Lorenz-Mie scattering theory predicts such an intensity distribution when 
the particle dimensions are much greater than the wavelength of the radiation. 
This suggests that the contaminant particles are several microns in diameter. 
Although the scope of this supportive study did not permit further investiga- 
tion of this phenomenon, results of recent experiments on related MDAC programs 
have confirmed this scattering effect. 
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FIGURE 3-4 - EFFECT OF THICKNESS OF DC-705 FILMS 
ON REFLECTANCE OF 1/2-WAVE MgF2/AL MIRROR 


Later experiments were conducted at ultraviolet and vacuum ultraviolet 
wavelengths (120 to 350nm). In these tests a 1 ,5mg cm coating of sodium 
salicylate scintillator was deposited on the window in front of the photo- 
multiplier. 
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FIGURE 3-5 - EFFECT OF DC-705 FILM ON THE 
SPECULAR AND HEMISPHERICAL REFLECTANCE 
OF 1/2-WAVE MgF2/AL MIRROR 

Data from the UV/VUV runs is shown in Figures 3-7 and 3-8 where they 
have been integrated with the results of the earlier experiments (Figure 
3-3). Results from bare aluminum samples (presumably covered with approxi- 
mately 50A film of aluminum oxide) ghowed significant degradation at all 
Wavelengths after deposition of 400A of DC-705. Similar results were obtained 
for aluminum samples with a 1/2-wave (at 121. 6nm) overcoating of magnesium 
fluoride. Degradation similar to that of the bare aluminum can he observed 
but the Mgp 2 overcoat has enhanced the reflectance of the samples below 200nmv 
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FIGURE 3-6 - ANGULAR DISTRIBUTION OF 490 NM SCATTERED RADIATION 
FROM 1/2-WAVE MgF2/AL MIRROR CONTAMINATED 
WITH 400 A OF DC-705 


21 

vrcoo/v/vf <.<. DOUGLAS ASy-ftO/^AUTICS COI%^f*AIVV • CAST 





Reflectance Reflectance 


Aduamed Opfiaii Cmdmmdm 


FINAL REPORT 


MDC E1198 
MAY 1975 



FIGURE 3-7 - EFFECT OF A DC-705 FILM ON THE REFLECTANCE 
OF A 1/2-WAVE MgF2 OVERCOATED ALUMINUM MIRROR 



FIGURE 3-8 - EFFECT OF A DC-705 FILM ON THE REFLECTANCE 
OF AN UNCOATED ALUMINUM MIRROR 
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The effect of the film thickness for three wavelengths across the range 
studied is illustrated in Figures 3-9 and 3-10. 

3.2.3 Conclusions of Study . Both the results of the optical measure- 
ments and the experience gained during the study influenced the design of 
the WCA and of the VUV reflectometer. The problems encountered with deter- 
mining the thickness of the DC-705 films demonstrated the advantages of ellip- 
someter measurements concurrent with the reflectance measurements. Therefore 
in the design of the WCA, ellipsometer windows were set at 70° incident angle, 
either side of the reflectometer ports at 45°. 

Scattering of optical radiation by contaminant films was shown to be a 
significant and sometimes predominant degradation mechanism for reflective 
and transmitting optics. Therefore two options were designed into the WCA 
for reflectance measurements; an integrating sphere for hemispherical reflec- 
tance measurements, and provision for angular reflectance measurements. 

The results of the reflectance study demonstrated the need for precision 
sample temperature control and measurement, and these features were incorpo- 
rated in the WCA sample holder. 

3.3 SENSITIVITY STUDY . The primary purpose of this study was to 
determine sensitivities of Auger electron spectroscopy and ellipsometry , 
v/hen applied to the study of the oxidation kinetics of clean aluminum sur- 
faces. These measurements were also used as a basis for defining the WCA 
vacuum requirements for oxidation studies and to generate information on 
the short term storage of aluminum mirrors. 

3.3.1 Auger Electron Spectroscopy . Auger electron spectroscopy (AES) 

has been developed in recent years as one of the most sensitive techniques 

for studying the contamination of surfaces. Auger or secondary electrons 

are those ejected during the process of autoionization of excited-ionized 

atoms. Symbolically, this can be represented as: 

* 

excitation: e^ + A->A + e^ + e 2 

* 

relaxation: A — » A + e^ 

where e^, e, , e, and e« refer to the incident, inelastically scattered, pri- 

U I M +* ++ 

mary and Auger electrons, respectively. A, A , and A refer to the 
unexcited, neutral atom, the atom singly-ionized and excited and the 
unexcited, doubly ionized atom. Excitation is accomplished by 
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FIGURE 3-9 - EFFECT OF THE THICKNESS OF DC-705 FILMS 
ON THE REFLECTANCE OF AN UNCOATED ALUMINUM MIRROR 



FIGURE 3-10 - EFFECT OF THE THICKNESS OF DC-705 FILMS ON THE REFLECTANCE 
OF A 1/2-WAVE MgF2 OVERCOATED ALUMINUM MIRROR 
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irradiating the sample surface with energetic electrons, e^, having energies 
ranging from 2 to 3 keV. Since the energy of the Auger electron is dependent 
upon the electron structure of the host atom, it can be used to determine the 
atomic number and hence its chemical identification. The extreme sensitivity 
of this technique is a consequence of the fact that the Auger electrons 
originate from the first few monolayers because of the limited mean free path 
Calculations have indicated that surface atomic densities of 10^® atoms cm^^ 
can be detected using this technique. 


3.3.2 Ellipsometry . The ellipsometer measures A(deg.) and i|)(deg.) which 
corresponds to the phase shift and relative attenuation of the electric field 
vectors of light reflected at an optical surface. Mathematically, the rela- 
tionship between A and ijj and the optical properties of the surface can be 
expressed as: 




tan{i|)) e 


iA 


(3.1) 


where Rp and Rg are the reflectance coefficients for light with its electric 
vector parallel and perpendicular to the plane of incidence, respectively. 

The optical constants of a film free surface can be related to A and ij; by: 

2 2 

2 nk = Q 9 sin4 jp sin a ^2 

(1 + sin 2 cos a)^ 

^2_k2 ^ (sin^e tan^e)(cos^2\i)-sin^2iL sin^A) ^ ^.^2^ 2 2 

(1 + sin2i|< cosa)^ 

where e is the angle of incidence. 

Ell ipsometric measurements at a single wavelength can be reduced by 
finding solutions to Equation 3.2 and 3.3 using a digital computer, to yield 
values of n and k. If the surface is covered with an oxide or contaminant 
film the ellipsometer data can be reduced to determine the thickness of the 
film in addition to its optical properties. 

3.3.3 Experimental Measurements . Measurements were made on both bulk 
and vapor deposited aluminum to study the oxidation kinetics and to compare 
the sensitivity of AES and ellipsometry for measuring thin oxide films. 

The measurements were made in an all-metal ion-pumped vacuum chamber 
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designed to permit simultaneous Auger and ellipsometric measurements on the 
sample. This system was also equipped with an ion sputtering source to clean 
sample surfaces, and a vapor deposition station to deposit metal films for 

in-situ measurements. The chamber was capable of pressures of 10’^ torr. 

A sample of 99.999% aluminum was mechanically polished to a 0.5|im finish 
before installation in the AES vacuum chamber; at this stage there was 
approximately loX of oxide on the surface, as measured with the ellipsometer. 

This oxide layer was then completely removed with a sputter ion source using 
Argon at 10 ^ torr, with the chamber continually pumped with an ion pump to 
ensure an extremely low partial pressure of oxygen, while maintaining the 
argon atmosphere. 

An AES scan was recorded to verify the chemical integrity of the oxide 
free aluminum surface, and the ellipsometer was used to determine the intrinsic 
optical properties of the pure aluminum. The results of the optical measure- 
ments are shown in Table II and are in good agreement with those measured by 
Fane^ for vacuum deposited aluminum. 

Auger spectra recorded on the sputtered samples as they gradually oxidized 
showed that the amplitude of the oxygen peak (513eV) increased steadily from 
the onset of oxidation while the AI 2 O 3 (53eV) peak did not appear for some 
time. These data indicate that oxygen is both physically and chemically 
adsorbed on the aluminum surface and that both phenomena affect the ellipsometer 


TABLE n 

OPTICAL CONSTANTS FOR ALUMINUM 


Matwinl 

n 

k 

Source 

Vac Deposited Al 

1.420 

7.719 

MDC 

Cleaned Bulk Al 

1.566 

7.938 

MDC 

Vac Deposited Al 

1.570 

8.046 

Fane et al, Reference 2 

Vac Deposited Al 

1.158 

6.190 

■ Hass, Reference 3 

Vac Deposited Al 

1.212 

6.924 

Hass et al. Reference ^ 

Vac Deposited Al 

1.417 

6.393 

Heavens, References 

Aluminum Oxide 

1.635 

0.000 

MDC 


G^75S214-7l 
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readings. The contribution to the variation in A attributable to the forma- 
tion of aluminum oxide, did not appear until the film was approximately a 
monolayer thick (l.OA). This is the apparent limit to the sensitivity of the 
elTipsometer as applied to the study of oxidized aluminum films. 

An estimate of the sensitivity of the AES technique was also made from 
these measurements. Using the linear relationship established between the 
height of the 513 eV Auger peak for absorbed oxygen, and the film thickness 

as measured on the ellipsometer, it was calculated that the ultimate sensi- 

11 -2 

tivity of the Auger spectrometer is approximately 10 molecules cm ,,or less 
than 1/lOOth of a monolayer. 

The optical properties of vapor deposited aluminum were studied using 

the in-situ deposition source. This source consisted of tungsten spiral 

filaments wetted with high purity aluminum. During normal operation the 

-9 -7 

pressure in the chamber was 10 torr but it rose to 10 torr during the 
deposition cycles. An Auger spectrum recorded for a freshly deposited 
aluminum film is included as Figure 3-11, and the size of the 513 eV oxygen 
peak indicates that a relatively oxygen-free film was prepared. The absence 
of the 53 eV peak associated with aluminum oxide and the strength of the 67 eV 
aluminum peak also indicate that pure aluminum films were deposited. Further- 
more, the Auger peaks associated with tungsten around 160 eV were never 
detected, indicating that the tungsten filament did not evaporate. 

Ellipsometer measurements at 632nm on such a freshly deposited aluminum 
film yielded values for the optical constants of aluminum in this form, and 
of the aluminum oxide layers that develop, even under ultra-high vacuum. 

These values are summarized in Table II together with other values quoted in 
the literature. 

There is considerable variance between the results of the different 
authors and this can be correlated with the pressure at which the aluminum 

surfaces were prepared. Our work and that of Fane were conducted at pressures 

-7 ^ 

of 10 torr and below; others operated at 10" to 10" torr, at which 

pressures the risk of oxidation is increased. 

Experiments were conducted to study the effect of oxygen partial pres- 
sure on film thickness. The ellipsometer was used to measure film thickness 
and the results of these measurements are shown in Table III. They indicate 
that the equilibrium film thickness is dependent on the oxygen partial pressure, 
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TABLE m 

ELLIP80METERS MEASUREMENTS OF THE GROWTH OF OXIDE FILM 
ON VACUUM DEPOSITED ALUMINUM 


System 

Praisura 

(lorrl 

T 

Elaptsd 

lixpoiurs 

Tims 

(Minutsi) 

Oxide Film 
Thiekneii 

(A) 

t 

Remarks 

2x 10~® 

10 

0 


2 X 10“® 

20 

0.5 


2x 10“® 

36 

0.5 


2 X 10 ”® 

50 

1.1 


2 X 10 ”® 

75 

1.2 


2 X 10 "^ 

14 

0.5 

Backfilled with Oxygen 

2x 10”^ 

70 

3.5 

2 X 10”® 

13 

5.7 


2 X 10“® 

28 

6.1 


2 X 10 ”® 

43 

6.3 

Backfilled with Oxygen 

2 X 10 “® 

53 

6.3 


2 X 10”® 

68 

6.3 


755 

13 

17.3 


755 

28 

17.8 


755 

43 

18.1 

Backfilled with Air 

755 

58 

18.6 

755 

73 

18.8 


755 

25.7 hr 

22.1 



GP76'6214>78 


0 

with a final thickness of 22A when exposed to air. The AES spectrum of the 
freshly deposited aluminum film, reproduced in Figure 3-11, shows a large 
aluminum peak at 67eV with a residual trace of oxygen and carbon. A similar 
AES spectrum for an oxidized sample* Figure 3-12 shows not only a well 
developed oxygen peak at 513eV but also an 53eV. In addition* 

a carbon peak at 277eV was detected. This peak is probably due to the physical 
absorption of CO and CO 2 from the residual gases in the vacuum chatrt>er or was 
present in the oxygen used to backfill the chamber. 

These results show that extreme precautions must be taken with regard 
to the vacuum integrity of the chamber for this type of study* and that 
impurity gases such as CO and CO 2 must be removed by proper outgassing proce- 
dures before valid oxidation measurements can be conducted. 
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FIGURE 3-11 - AUGER ELECTRON SPECTRUM OF FRESHLY VACUUM DEPOSITED ALUMINUM FILM 



Electron Energy - eV 

QP7SB214 53 

FIGURE 3-12 - AUGER ELECTRON SPECTRUM OF PARTIALLY OXIDIZED ALUMINUM FILM 
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3.4 CLEANING STUDY . The purpose of this study was to determine the 
effectiveness of various techniques for removing organic contaminants from 
the surface of an optical element. The organic material used for this study 
was DC-705 diffusion pump oil. Small quantities of the fluid (0.05 cm ) were 
deposited on the gold-coated mirror, and the film was mechanically spread over 
the entire surface. After the cleaning experiments, ellipsometer measure- 
ments were made to determine the thickness of the residual film. 

3.4.1 Cleaning Techniques Evaluated. Two categories of cleaning tech- 
niques were evaluated, solvent cleaning and cleaning by substrate heating. 

The specific cleaning techniques used in this study were: 

0 Sample immersion in a solvent, at ambient temperature, with some 
mechanical agitation. 

0 Sample immersion in an ultrasonic cleaner charged with the particular 
solvent, at ambient temperature. 

0 Vapor degreasing by exposing the mirror to hot vapors of the solvent. 

0 Substrate heating in a vacuum environment. 

The commercially available solvents used are summarized in Table IV. 


TABLE IV 

SOLVENTS USED IN THE CLEANING STUDY 


Acetone 

2-Propanol 
(Isopropyl Alcohol) 

Benzene 

MEK (Methyl 
Ethyl Ketone) 


99 Mole % Pure 
99 Mole % Pure 

Commercially Pure 
Commercially Pure 


3.4.2 Results of the Study . The results of the solvent cleaning study 
are shown in Table V. In the case of ultrasonic cleaning, both acetone, and 
propanol completely removed the DC-705 while the other two solvents, benzene 
and MEK, left a residue of approximately one monolayer. A cleaning time of 
10 minutes was required to completely remove the contaminant. The results for 
sample inmersion with some mechanical agitation of the solvent produced 
similar results. The last cleaning technique, vapor degreasing, appears ta 
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tables: 

RESULTS OF THE CLEANING STUDY 



GP75-5214-70 


be the best approach to solvent cleaning of metal optical surfaces. 

Organic contaminants can also be removed from a substrate by heating in 
vacuum, to raise the vapor pressure to a point at which the contaminant 
vaporizes at a significant rate. To determine the range of temperatures 
required for such cleaning a series of evaporation tests were conducted with 
DC-^705 films on a gold-coated polished aluminum substrate. Several evapora- 
tion runs were conducted; at 25°C, 40°C, and 50°C. The results are summarized 
in Figure 3-13. To achieve significant evaporation rates, the sample should 

be heated to at least 50°C, at which temperature a OC-705 film will evaporate 

° -1 

at approximately 8A mm . 

3.4.3 Cleaning System for the WCA . Though solvent cleaning methods are 
seen to be quite effective, they are not practical for use inside the WCA. Two 
techniques which are compatible with the vacuum environment and have been pro- 
vided for in the WCA are: 

0 Substrate heating; the sample heater will be capable of attaining 
temperatures up to 100®C for removal of organic contaminants. 

0 Glow discharge; the sample holder will be electrically isolated 
from ground so that glow discharge techniques can be used to prepare 
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Elapsed Time (min) 

FIGURE 3-13 - RE-EVAPORATION OF DC-705 FILMS 
FOR VARIOUS SUBSTRATE TEMPERATURES 


surfaces prior to vapor deposition of optical films. 

3.5 PUMPING REQUIREMENTS FOR THE WCA . The Work Chamber Assembly (WCA) was 
designed to fulfill a wide variety of roles. These ranged from measurements on 
optical surfaces contaminated with organic materials deposited from a vapor 
effusion source, to studies of freshly vapor deposited optical thin films. Such 
diverse applications would place severe demands on any pumping system. For 
measurements involving organic films, the pumping system had to provide 
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pressures in the 10~ to 10” torr range in the WCA, yet its performance could 

not be degraded by the organic materials. For the deposition of oxide-free 

-9 

reactive films, such as aluminum, the oxygen partial pressure had to be 10 
torr or less. In other applications a fast turnaround time from atmospheric 
pressure was required. The addition of a VUV Reflectometer resulted in a 
large helium gas load from the discharge source and further impacted the pump- 
ing system design. 

Several types of pumping were considered for this application; diffusion 
pumps, turbomolecular pumps, sputter ion pumps, sublimation pumps, cryogenic 
absorption pumps and helium-cooled fingers. Diffusion pumps suffer the dis- 
advantage of backstreaming and, even with a cryogenic baffle, organic contami- 
nation could enter the main vacuum chamber. Sputter ion pumps and titanium 
sublimation pumps have excellent low ultimate pressures but their efficiency 
may be impaired by organic contamination. Contamination of optical surfaces 
by titanium from such pumps can also be significant. Cryogenic pumps offer 
several advantages at low pressures, but they should be operated in conjunc- 
tion with other pumps to remove the bulk of the system gases which could 
saturate and reduce the effectiveness of the Cooled surfaces. 

A turbomolecular pump was identified as the best pump to evacuate the 
WCA, for several reasons: 

0 Wide range of operating pressures. 

-8 -9 

0 Low ultimate pressures; 10 - 10 torr. 

0 Good pumping speed 250 - 800 Is"^. 

0 Negligible backstreaming of organic contaminants. 

0 Pumping efficiency approximately constant for noble gases, common gases 
and organic vapors. 

3.5.1 Proposed Pumping System for the WCA . A combination of pumps were 

required to rough the WCA, to back the turbomolecular pump, and to remove the 

-9 

residual gases from the chamber to achieve 10 torr or less. The following 
arrangement was selected for the WCA. 

0 Roughing System: A simple aspirator pump (Varian 942-9000) run on 

dry nitrogen gas, was selected to remove the bulk of the gas load in 
the WCA. This would reduce the system pressure to approximately 150 
torr; below this pressure molecular sieve sorption pumps were chosen 
to lower the system pressure to less than 1 torr. 
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Main Pump: A turbomolecular pump with a pumping speed of 500 Is was 
recommended to pump the WCA, through a large diameter gate valve and a 
short, large diameter pumping line. 

Ultra High Vacuum Pump: For ultimate performance of the vacuum system, 
with the WCA sealed with a metal top plate, an ion pump was preferred. 


3.5.2 Outcome of Study . At the request of NASA-JSC, the WCA was designed 
to be compatible with a 400 Is ^ ULTEK Model 206-4000 Differential Ion Pump, 
equipped with a stainless steel gate valve. The aspirator/sorption pump com- 
bination was used for roughing the chamber, and provision was made for coupling 
the WCA to a Welch turbomolecular pump. 
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4.0 DESIGN OF THE WORK CHAMBER ASSEMBLY 

The design of the WCA was based on a set of requirements defined by NASA- 
JSC. These included a wide range of experimental capability, and a series of 
general design requirements. 

Experimental capability designed into the system included the following: 

0 Vacuum deposition of thin optical films onto a sample surface, 
with precise control of the film thickness. 

0 Measurement of the thin film growth rates using ellipsometry. 

0 Deposition of thin organic contaminant films on the sample surface 
in a controlled manner. 

0 DeteiTni nation of the effects of contamination on the reflectance 
of an optical surface using a NASA-furnished vacuum ultraviolet 
scanning monochromator. 

0 Evaluation of sample cleaning techniques such as ion bombardment and 
substrate heating. 

0 Irradiation of samples with ultraviolet and particulate fluxes to 
simulate the natural space radiation environment. 

In addition, certain components in the system were specified in more detail as 
follows: 

0 A single stainless steel vacuum chamber with a minimum inside diameter 
of 18 inches and a maximum height of 30 inches. 

0 Vacuum bakeout capability. 

0 Provision for cooling the sample assembly. 

0 Up to four spare ports on the WCA. 

0 A stable stand to support the WCA and associated equipment. 

0 Compatibility with NASA- furnished pumping equipment. 

0 Compatibility with other NASA equipment such as a Welch turbomolecu- 
lar pump and a Cockroft-Walton type proton/electron accelerator. 

4.1 MAIN VACUUM CHAMBER . A view of the main vacuum chamber is shown 
in Figure 4-1. It was designed around a 24-inch diameter 16-inch high stain- 
less steel cylinder with a 7/8-inch thick base. A 24-inch Wheeler flange 
welded to the top of the cylinder mates to a similar flange on the charriber 
top plate. For added flexibility, the Wheeler flange on the chamber was 
designed to accept an elastomer 0-ring to seal to an aluminum top plate. This 
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FIGURE 4-t - SIDE ELEVATION VIEW OF WCA 
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feature provides for quick turnaround time at the expense of a decade or so of 
ultimate vacuum. A 6-inch diameter low profile viewing window is mounted on 
the chamber top plate. 

Twenty penetrations are provided around the chamber wall and in the base 
of the chamber, for various pumping systems, for interfacing with other equip- 
ment and for miscellaneous instrumentation. Varian Conflat flanges were 
selected to provide metal seals so that the system can be baked up to 350°C. 

The locations of the penetrations are shown in Figure 4-2. 

4.2 PUMPING SYSTEMS . A combination of pumps are used to evacuate the 
WCA from atmospheric pressure to ultra-high vacuum. An overall view of the 
system is shown in Figure 4-3 and details of the roughing system are shown in 
Figure 4-4. 

To reach the ultimate vacuum a gas aspirator pump is run to remove 80% 
of the gas load and reduce the system pressure to 150 torr. This allows the 
sorption pumps to be used in an efficient manner to further reduce the pressure 
to the 10"^ torr range. 

The ion pump is isolated from the main chamber by a pneumatically operated 
gate valve so that the pump can be run continuously without troublesome start- 
ing procedures. To equalize the pump and chamber pressures prior to opening 
the valve, a low conductance bypass line is provided. 

4.3 SAMPLE HOLDER . A multi-purpose sample holder was designed for the 
WCA. It features an electrically isolated, temperature controlled, instru- 
mented sample mount which can be rotated through 270°. As shown in Figure 4-5, 
four sample positions are available as follows: 

0 Opposite the Vapor Effusion Source (VES) chamber for deposition of 
contaminant films. 

0 Over the vapor deposition boats for fabrication of optical coatings. 

0 Opposite the view port for simultaneous ellipsometric and vacuum 
ultraviolet reflectance measurements. 

0 Opposite the energetic radiation port for exposure to electrons, 
protons or solar radiation. 

When the sample holder is in position for vapor deposition of optical film, 
the sample is tilted into the horizontal plane using a lever arm on a bellows 
pass thru. 
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FIGURE 4-2 - PLAN VIEW OF THE WCA 
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The sample rotation assembly is shown in Figure 4-6. It is supported on 
two ball bearings and is driven by a worm gear through a bellows rotary feed- 
through. The 100:1 reduction of the worm allows precision, repeatable posi- 
tioning of the sample assembly. A mechanical counter mounted on the feed- 
through registers each 1/10 of a revolution of the worm, equivalent to a 
movement of 20 arc minutes of the sample holder^ 

Also shown in Figure 4-6 are the liquid nitrogen connections to the 
sample coolant reservoir. Two 12-inch long 1/4-inch diameter stainless steel 
flexible bellows provide the coupling between the fixed input and exit tubes, 
and the rotating sample holder. 

Details of the sample holder are shown in Figure 4-7. A one-inch diame- 
ter, 1/4-inch thick sample is mounted on a hinged section, in thermal contact 
with the temperature control system. The sample temperature is controlled 
between -150 and +100°C by balancing the power input to a small ni chrome heater, 
against the cooling effect of liquid nitrogen circulating through the small 
reservoir. Experience with this technique has shown that sample temperatures 
can be controlled within ±0.5°C. 

A ceramic insulator and two glass-to-metal transitions in the liquid 
nitrogen circulation system provide electrical isolation of the sample for 
glow discharge cleaning and other experiments. Miniature stainless steel 
bellows are included in the cooling lines to prevent damage to these transi- 
tions due to differential thermal expansions or contractions. 

4.4 VAPOR EFFUSION SOURCE . The vapor effusion source, for deposition 
of molecular contaminant films is housed in an isolated annex to the main 
chamber. This VES Annex is illustrated in Figure 4-8. 

The annex is attached to the main WCA vacuum chamber across a Consoli- 
dated Vacuum Corporation 2- inch gate valve. An 8- inch o.d. Varian Conflat 
flange, modified to include an elastomer seal, provides a removable end 
plate for the annex. All the internal fittings for the annex are supported 
on this end plate so that they can be removed easily for cleaning and recharg- 
ing the VES. 

The inclusion of the gate valve, connecting flanges and liquid nitrogen 
baffles result in an 8 1/2-inch separation between the VES nozzle and the 
sample to be contaminated. To limit the field angle of the molecular beam 
a single orifice nozzle and aperture system are used. A combination of three 
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FIGURE 4-7 - DETAIL OF SAMPLE HOLDER ASSEMBLY 
SHOWING THERMAL CONTROL SYSTEM 
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apertures limit the cross section of the molecular beam to the diameter of 
the sample. The first aperture is a beam skimmer, the primary function of 
which is to deflect the outer portions of the beam to facilitate their 
immediate removal from the annex via the pumping port. Two cryogenically-* 
cooled baffles further limit the beam area and reduce the stray contamina- 
tion entering the main WCA chamber. 

Although the VES system has been primarily designed for use with high 
molecular weight organic materials, it can, with slight redesign, be used 
with other molecular gases such as ammonia, nitrogen and oxygen. 

The instrumentation provided for the VES is shown in Figure 4-9. Three 
thermocouples (copper-constantan) monitor the VES oven, the skimmer, and the 
LN 2 -cooled aperture; and the six heaters on the VES are wired in series. 

All the connections to this instrumentation are wired through a Deutsch 
vacuum pass-through to an instrumentation panel mounted on the WCA support 
stand. A digital panel meter is provided to monitor the instrumentation, 
and a Deutsch connector is mounted on the panel to interface with the NASA- 
JSC Doric data acquisition system. Similar instrumentation channels are 
provided on the sample mount (Section 4.2) and these are integrated on the 
same instrumentation panel as the VES channels. 



MCDONNELL. DOUGLAS ASTRONAUTICS COMPANY - EAST 


Admiced OpUeat CwlaHUMalidH 


FINAL REPORT 


MDC E1198 
MAY 1975 


VES 


Thermocouples Heaters 



Deutsch Connector 
(to multi-channel data system) 


FIGURE 4-9 - VAPOR EFFUSION SOURCE INSTRUMENTATION 
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5.0 FABRICATION AND ASSEMBLY OF THE WORK CHAMBER ASSEMBLY 

5.1 MAIN VACUUM CHAMBER . The 24-inch diameter Wheeler flange with 
an 18- inch skirt was fabricated by the Varian Vacuum Division, and the 
chamber was completed by welding the bottom plate to the skirt at MDAC-E. 
Varian Conflat^^ flanges were then welded onto tubes and each of the tubes 
was carefully aligned and welded into penetrations machined in the wall and 
base of the chamber. Type 321 stainless steel was used throughout the 
fabrication of the vacuum chamber. 

After welding, the chamber was cleansed by immersion in an organic 
solvent and then in an alkaline cleaning bath. To passivate the internal 
surfaces to reduce virtual leaks, the chamber was imnersed in a 50% nitric 
acid bath. A final polished finish was given by hand, using a series of 
abrasive and buffing compounds. 

The chamber was then sealed with blank flanges for helium leak test- 
ing as shown in Figure 5-1. It was leak checked with a Veeco MS9 helium- 
sensitive leak detector, which has a sensitivity of approximately 10“10 torr 
liters/sec. A detailed seal -by-seal check established that the system was 
leak tight and this was confirmed by completely enclosing the chamber in a 
hel ium-fil led plastic bag for several hours. 

After leak checking, the chamber was mounted on three legs and installed 
on a support stand. This stand was fabricated from welded 2-inch square 
section aluminum with a 1 1/2 inch plywood top covered in formica. The stand 
also included instrumentation racks for the ion pump power supply, ion gage 
and other instruments. 

Once the pumps had been installed and the power, air and liquid nitrogen 
were plumbed into the stand a vacuum check was performed with the aluminum 
top plate installed on an elastomer "0"-ring seal. Only two of the sorption 
pumps were required to reduce the system pressure to 10 microns in 15 minutes. 
At this pressure, the ion pump was valved in, first via the bypass line, and 
then by activating the pneumatic gate valve. After 48 hours and a mild bake 
at 100°C the ultimate pressure was 5 x 10"® torr. 

5.2 SAMPLE HOLDER . A photograph of the completed sample holder is 
shown in Figure 5-2. All seals were brazed with great care to properly heat- 
sink the glass to metal transitions, thereby protecting them from fracturing 
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by differential expansion. The entire assembly was helium leak checked, 
and then was installed in the main chamber. 

5.3 VAPOR EFFUSION SOURCE . A photograph of the assembled VES com- 
plete with its housing, electrical and cooling connectors, and rotary feed 
through is shown in Figure 5-3. 

The VES assembly was checked out on an auxiliary vacuum system using 
a Celesco Industries quartz crystal microbalance as a detector. Particular 
attention was paid to the temperature distribution of the beam apertures, 
and the contaminant fluxes generated at various VES temperatures. 

The results of the first calibration run with DC- 704 oil are shown in 
Table VI. These figures indicated that the skimmer temperature was well 
below the design value of approximately 25®C, while all the other tempera- 
tures were as predicted. Incident fluxes ranging from TA.sXmin"^ to 
S.SeXmin”^ were recorded. 

Following this run, the VES assembly was modified to thermally isolate 
the skimmer from the LN 2 -cooled aperture, and the experiment was repeated 
with DC-705 oil. Data from this second test is shown in Table VII. 
Apparently the modifications were successful and workable deposition rates 
of approximately 6 and 158min”^ were generated. The VES was therefore con- 
cluded to be operating satisfactorily and was installed on the WCA. 

5.4 VAPOR DEPOSITION SOURCE . A vapor deposition source for the 
preparation of optical coatings was fabricated on a 6-inch Varian flange. 
Two evaporation boats were supported on 3/8-inch diameter copper rods. 

The rods were mounted on Ceramaseal Corporation pass throughs which were 
welded into the flange. Inside the chamber, the rods were supported by a 
machinable ceramic mount attached to the flange by a stainless steel bar. 

A pass through was mounted on a 2 3/4-inch Varian flange to provide power 
and cooling to a Sloan quartz-cyrstal thickness monitor mounted above the 
evaporation boats, adjacent to the sample deposition position. Shielding 
was installed to prevent inadvertent coating of the chamber walls, sample 
holder, etc. A rotatable shutter was mounted over the boats, supported 
on a pass through from the chamber base. 

5.5 INSTRUMENTATION . To provide for complete instrumentation of 
experiments to be conducted in the WCA an instrumentation flange was 
fabricated from a combination of standard Varian feedthrough components 
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VES 

Temperature 

(’“Cl 

Skimmer 

Temperature 

(°C) 

Aperture 

Temperature 

(°C| 

Chamber 

Pressure 

(torr) 

Deposition 

Time 

(Minutes) 

Deposition 

Rate 

(A/Minute) 

155 

-90 

-190 

5.0x 10“® 

8 

74.5 

145 

-80 

-185 

5.2 X 10“® 

10 

29.3 

135 

-73 

-185 

5.0 X 10”® 

5 

4.86 

135 

-70 

-185 

5.0 X 10”® 

10 

3.86 


Notes: gp?5-s214-86 

Nozzle Diameter 0.062 in. 

Wall Thickness 0.040 in. 

VES to Skimmer Distance 0.050 in. 

VES to QCM Distance 9.50Q in. 


TABLE 3Zn 

RESULTS OF VES CHECKOUT WITH DC-705 


VES 

Temperature 

(®C) 

Skimmer 

Temperature 

(°C) 

Aperture 

Temperature 

(®C) 

Chamber 

Pressure 

(torr) 

Deposition 

Time 

(Minutes) 

Deposition 

Rate 

(A/Minute) 

155 

18 

-190 

3.8 X 10”® 

10 

15.5 

155 

19 

-190 

3.8 X 10”® 

10 

14.7 

155 

20 

-190 

3.4 X 10”® 

10 

15.8 

145 

15 

-190 

2.2 X 10”® 

10 

6.04 

145 

15 

-190 

2.2 X 10”® 

10 

6.54 


Notes: 

Nozzle Diameter 

Wall Thickness 

VES to Skimmer Distance 

VES to QCM Distance 
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welded into a blank flange. The arrangement of the feedthrough is illus- 
trated in Figure 5-4 and the following connections were provided: 


® Thermocouple 8 each 
® Instrumentation 8 each 
° High Voltage, 2 kV 4 each 
° Medium Current - Ground 1 each 


Copper-constrantan thermocouples were attached to both the sample holder 
and the VES, and were connected via Deutsch thermocouple feedthroughs to 
the WCA Control Unit. This unit was wired as shown in Figure 4-9 and the 
front panel is illustrated in Figure 5-5. 



FIGURE 5-4 - DIAGRAM OF INSTRUMENTATION PORT 
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5.6 ELLIPSOMETER. Ellipsometry has been used extensively at MDAC-E 
for measuring the optical constants, n and K, of thin optical films and for 
determining the thickness of contaminant film on optical surfaces. Film 
thicknesses of several hundred angstroms can be readily measured with a 

O 

precision of ±0.5A. 

To provide the capability for measuring thin film on samples in the 
WCA, standard Gaertner Scientific Corp. ellipsometer optics are mounted on a 
rigid platform attached to the chamber. A helium-neon laser, modulated 
at 800 Hz, illuminates the sample at 70° angle of incidence, and the re- 
flected light is synchronously detected by a silicon detector monitored 
by a lock-in amplifier. An ellipsometer data reduction program, described 
in Section 6, permits rapid data reduction. 

5.7 INSTALLATION . A photograph of the completed WCA is shown in 
Figure 5-6. The system was installed at NASA-JSC and its vacuum integrity 
verified. The sample holder was installed, instrumented and mechanically 
and optically aligned. Supports for the ellipsometer optics were then 
attached to the main chamber and support stand. The optics, mounted on 
dovetail slides, were then installed and aligned, Operation of the ellip- 
someter was demonstrated and the Ellipsometer Data Reduction Program (EDRP) 
was exercised on the HP-9830. The vacuum ultraviolet reflectometer (VUV) 
was assembled, its vacuum interface with Model 235 monochrometer completed, 
and it was then optically aligned. A system checkout was then performed 
to verify the operation of the VUV. 
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6.0 ELLIPSOMETER DATA REDUCTION SYSTEM 

To reduce the experimental data taken with the ell ipsometer (the angles tp 
and a) to determine the properties of surface films, it is necessary to 
find solutions to the primary ellipsometric equations. To facilitate easy 
solutions of these complex equations, an Ell ipsometer Data Reduction 
System (EDRS) was assembled and checked out. 

6.1 HARDWARE . The EDRS consists of selected hardware, the function 
of which is to permit adaptions of existing data reduction programs to be 
run in the laboratory without a dependence on remote computation facilities. 
After a detailed review of available components, a Hewlett-Packard Model 9830 
Programmable Calculator was selected as the most appropriate system. The 
HP-9830 is a table-top unit which is easily transported. Table VIII 
lists the components which comprise the EDRS hardware. 

TABLE VIII - EDRS HARDWARE 


HP-9830 

Programmable Calculator with 8K words of 
memory and magnetic tape cassette mass 
storage 

HP-9866 

Thermal Line Printer 

HP-11270B 

Matrix Operations Read-Only-Memory (ROM) 

HP-271 

Plotter Control Option 

HP-272 

Extended Input/Output ROM 

HP-274 

String Variables ROM 

HP-11279B 

Advanced Programming Option 


The principal features which recommended the HP-9830 to the present 
application are the programming language and the man-machine interface 
design. The HP-9830 is programmed in "keystroke BASIC", one of the 
most commonly used and widely known scientific programming languages. 

The user enters his BASIC program code via a built-in keyboard arranged 
in standard teletype format. Each program line is edited for proper syntax 
before the machine executes the instructions contained in the line. In 
this way the user is assured of a syntactically perfect program code 
(but not necessarily logically perfect). In addition, commands for storing 
and retrieving files of program code or data from the tape cassette mass 
storage are entered via the keyboard and can be included as programmed 
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commands. 

6.2 ELLIPSOMETER DATA REDUCTION PROGRAM . An Ellipsometer Data 
Reduction Program (EDRP) was developed to facilitate rapid analysis of 
ellipsometric data. The EDRP is stored in several files on a magnetic 
tape cassette. In producing the EDRP two alternatives were considered: 
a) producing a new program in BASIC starting with the ellipsometric equation; 
or b) adapting an existing FORTRAN program to the HP-9830. The latter 
alternative was explored initially and it was found to be a straightforward 
task to make the translation to HP-9830 BASIC. Consequently, the EDRP, 
as detailed in Appendix C, is an adaptation of an extremely powerful FORTRAN 
code produced by Dow Chemical Company^^^. The BASIC EDRP version was 
economized somewhat compared to the FORTRAN version, and the capability 
for plotting calculated results via an x-y plotter (driven by the HP-9830) 
was added to the BASIC code. A complete description, listing and examples 
of output of the EDRP are contained in Appendix C. 
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7.0 VACUUM ULTRAVIOLET REFLECTOMETER 

7.1 VACUUM ULTRAVIOLET REFLECTOMETER . The properties of highly 
reflective, optically smooth surfaces are particularly sensitive to 
contamination-induced degradation at ultraviolet and vacuum ultraviolet 
(VUV) wavelengths (400nm to 50nm) , the effect being more pronounced at the 
shorter wavelengths. Such degradation was observed in the Reflectance 
Study discussed in Section 3.2 of this report. To provide the capability 
for further studies of these effects a bi-directional scanning VUV 
reflectometer was designed and fabricated to interface with the Work Chamber 
Assembly. 

7.2 PRELIMINARY EXPERIMENTS . A series of experiments were performed 
in order to determine the operating parameters of the McPherson Model 235 
Monochromator and the Model 630 Capillary Discharge Light Source. Knowledge 
of the spectral radiance levels was required prior to designing the re- 
flectometer. The monochromator was mounted on an extension elbow attached 
to a 275 Is"^ turbomolecular pump. A mechanical pump was used to evacuate 
the first stage of the differential slit assembly. A McPherson-supplied 
13-stage photomultiplier was freshly coated with sodium salicylate and its 
anode current was measured with a pi coammeter. 

Both helium and hydrogen were evaluated as lamp gases and the resultant 
spectra are shown in Figures 7-1 and 7-2. The hydrogen spectrum was obtained 
with a lamp pressure of 1.6 torr and a photomultiplier voTtage of 900V, 
while the helium lamp pressure was 45 torr and the photomultiplier was 
operated at lOOOV. The signal levels of the hydrogen spectrum are between 
a few tenths of a microamp and several microamps, with a dark current of 
1.5 X 10"^^amp. An ultraviolet/visible scattered light background level 
of 1 X 10’ amp exists in these spectra. Both spectra were recorded with 
125 micron exit slits and 100 micron entrance slits. 

7.3 REFLECTOMETER PUMPING SYSTEM . During the preliminary experiments 
a study of the pumping requirements for the monochromator was undertaken. 

The effective speed of the turbomolecular pumping system used was 150 
Ts’Vand the differential slit assembly was evacuated at an effective speed 
of 5 Is’^. With this system and a helium pressure of 40 torr across 100 

_3 

micron slits, the pressure in the monochromator rose to between 10 
_2 

and 10 torr. A 6-inch pumping line between the monochromator and the 
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FIGURE 7-1 - SPECTRAL RADIANCE LEVEL OF THE HYDROGEN DISCHARGE 



FIGURE 7-2 - SPECTRAL RADIANCE LEVEL OF THE HELIUM DISCHARGE 
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WCA would at best provide 150 ls“^ of pumping capacity in the Model 235, 
and the WCA ion pumps would then be exposed to damaging high pressures. 

This fact coupled with the inherently poor pumping efficienty of noble 
gases by ion pumps made it imperative that a separate high speed pumping 
system be provided for removing large helium and hydrogen gas loads. 

A Veeco Pumping Station equipped with a 6-inch diffusion pump was selected. 

7.4 REFLECTOMETER DESIGN . The design goals were to develop a scanning, 
dual-channel reflectometer with a single detector operating between 50nm 
and 200nm. It was also required that the reflectometer output data be 
compatible with the McPherson Model 782 Logarithmic Ratiometer. 

The optical design of the reflectometer is shown in Figure 7-3 and 
the key elements of the design are illustrated in Figure 7-4. Radiation 
from the monochromator passes through an order filter, a radiation baffle 
and a three-blade rotary chopper before illuminating a 1/2-meter focal 
length platinum-coated, split spherical mirror. This split mirror focusses 
the sample beam onto the sample and the reference beam onto the wall of 
the integrating sphere, wherein the two beams are alternately detected by 
a photomultiplier. 

A key element is the three-blade rotating chopper that is driven by a 
200 rpm synchronous motor through a bellows-sealed rotary pass thru in the 
base of the mirror chamber. As illustrated in Figure 7-5, this chopper 
successively blocks both beams, opens the reference channel, blocks both, 
then exposes the sample channel. 

Another feature of the design is the fluorescent integrating sphere. 

A 4-inch diameter stainless steel sphere was first painted with an opaque 
coating of barium sulphate paint, chosen for its vacuum quality and its 
good diffuse reflectance throughout the visible spectrum. A coating of 
fluorescent para-terphenyl {-3mg cm ) was vacuum deposited onto the painted 
surface. An EMI 9635A photomultiplier is mounted in the bottom of the sphere. 

The optical system results in a detector output like that shown in 
Figure 7-5. The detector current output is fed directly into the logarithmic 
ratiometer where it is synchronized with the electronic logic circuitry. 
Reference pulses at 6.6 Hz are generated by an optical switch coupled to 
the drive shaft of the three-blade chopper. The switch consists of a 
slotted circular plate attached to the drive shaft passing through a 
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Monsanto MCA-81 optical switch. Electronics design?^? to drive this switch 
with the ratiometer power supply and to interface the optical switch with 
the McPherson ratiometer logic are shown in Figure 7-6. 

7.5 INTEGRATION OF THE REFLECTOMETER WITH THE WCA . The selection of 
the location for the reflectometer was dictated by the requirement to make 
hemispherical reflectance measurements on a sample, while maintaining the 
capability to perform ellipsometric measurements. This constraint, coupled 
with the need to preserve access to all the other components on the system, 
resulted in the arrangement illustrated in Figure 7-3. For VUV reflectance 
measurements, the sample is rotated to the centerline of the chamber, on 
the axes of the ellipsometer optics. The reflectometer optics are at an 
angle of 45° to the sample normal, compared to 70° for the ellipsometer. 

The reflectometer attachment was fabricated to fit between the VUV port 

on the WCA and the exit slit of the McPherson instrument, as shown in 
Figure 7-3. This attachment contains the reflectometer optics as well as 
coupling the two vacuum systems. 

7.6 REFLECTOMETER CHECKOUT . In order to verify the performance of 
the VUV reflectometer without interfacing with the main vacuum chamber 
and pumping system, the optical components were assembled to simulate the 
actual testing configuration and reflectance measurements were made in air 
between 200nm and 300nm. Measurements in this range were a stringent check 
on the system performance as the output of the discharge lamp is extremely 
weak at these wavelengths. 

The measured hemispherical reflectance of a magnesium fluoride over- 
coated aluminum mirror is shown in Figure 7-7 (the scale is inverted as 
the ratiometer measures absorptance) . Shown also, for comparison, are the 
values for t/ie specular reflectance of a similar mirror measured previously 
and reported in Section 3-2, and the reflectance spectra measured on a 
Beckmann DK-2A Spectrophotometer. It is evident that the measured reflectance 
is in quite good agreement with the other measured values, even on the 
expanded scale. 

The measur'd transmittance of soda lime glass, compared to the values 
obtained with the Beckmann DK-2A is shown in Figure 7-8. Again the data 
recorded with the VUV reflectometer system agrees with that obtained from 
the other systems, the apparent difference between the two sets of data 
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FIGURE 7-4- KEY ELEMENTS OF THE VUV 
REFLECTOMETER OPTICAL SYSTEM 



FIGURE 7-5 - OUTPUT OF VUV REFLECTOMETER DETECTOR 
FOR EACH POSITION OF ROTATING CHOPPER 
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FIGURE 7-7- REFLECTANCE OF A MAGNESIUM FLUORIDE OVERCOATED 
ALUMINUM MIRROR AS MEASURED WITH THE VUV REFLECTOMETER 
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FIGURE 7-8- TRANSMITTANCE OF SODA LIME GLASS AS MEASURED ON THE VUV 
REFLECTOMETER AND A BECKMAN DK 2A SPECTROPHOTOMETER 
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being accentuated by the expanded scale. Moreover* it should be noted 
that Wavelength inaccuracies in either system as small as 5nm could cause 
such a discrepancy. 

A study was undertaken to determine the nature of the noise exhibited 
in the spectral scans. The Hinterregger discharge source was found to be 
the source of the noise. This was confirmed by observing the system output 
with a D.C. source inserted in place of the capillary lamp. With this 
noise-free source the spectral scans were correspondingly smooth. 
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8.0 CONCLUSIONS AND RECOMMENDATIONS 

The completed Work Chamber Assembly successfully met all the design 
goals in almost every respect, and it should provide a versatile and valuable 
system for a variety of experimental studies. In particular, the combined 
ellipsometer/VUV ref lactometer capability will lend itself to studies of 
the reflectance of both oxidized and contaminated surfaces, with precise 
measurements of the thickness and properties of the surface films. The 
use of the vapor deposition port in conjunction with the ellipsometer and 
the VUV relfectometer will facilitate the development of optimum deposition 
techniques for metallic mirror coatings. The combination of the VES and 
the temperature-controlled substrate will allow a variety of contamination 
experiments to be performed ranging from the study of contamination kinetics 
to the investigation of optical degradation mechanisms. 

Although well equipped, the WCA has spare access ports for the addition 
of further instruments. A port has been included which permits the sample 
to be irradiated with electron, proton or solar fluxes and, when used with 
the VES and VUV reflectometer, provides a unique capability for investigating 

the effects of particulate and radiative fluxes on contaminated optical 
surfaces. For some applications a residual gas analyzer (R6A) would be 
valuable and several commerical RGAs are available that would mate with the 
WCA ports. The integration of many instruments such as ESCA or AES would 
be difficult, as the necessary adjustment and proximity of the sample to the 
electron analyzer would require extensive modifications to the chamber. 
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APPENDIX B 

INSTRUCTIONS FOR OPERATION OF VACUUM SYSTEM 

HOT START , This pumping procedure should be used when the ion pump 
is isolated from the main chamber and already operating under vacuum. 

(1) Check that the system is leak tight and all valves are closed. 
(By-Pass valve, manifold roughing valve, VES gate valve). 

(2) Open the manifold roughing valve and rough pump the system with 
the air aspirator pump to 150 torr. Close air aspirator valve. 

(3) Cool the cryo-sorption pumps with liquid nitrogen. 

(4) Open the valve of the first cryo-sorption pump. The system should 
pump to 50 micron in about 15 minutes, at which time the valve 
should be closed and the second pump should be activated. The 
system should pump to about 10 microns. 

(5) The by-pass valve may now be carefully opened, not allowing the 

-5 

pressure in the ion pump to exceed 5 x 10 torr. 

_3 

(6) When the chamber pressure is below 1 x 10 torr the cryo-sorption 
pump, manifold roughing, and by-pass valves should be closed. 

(7) Set the range selector switsh on the ion pump power supply to the 
lOKV position and the START/RUN switch to START. 

(8) Open the main chamber gate valve. The voltage may drop to 500 
volts, but should climb back to about 4750 volts within a few 
minutes. Do not allow a low voltage condition to exist for over 
10 minutes. If the voltage does not rise, close the main chamber 
gate valve and repeat this procedure. 

(9) When the voltage reaches 4750 volts set the START/RUN switch to 
RUN and the power supply selector switch to TORR. 

COLD START . This pumping procedure should be used when the ion pump 
and the main chamber are at atmospheric pressure, 

(1) Open the main chamber gate valve and perfonn steps 1 through 4 
of the Hot Start Procedure. 

(2) Close the main chamber gate valve. 

(3) Set the range selector switch on the ion pump power supply to the 
lOKV position and the START/RUN switch to START. 
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(4) Turn the unit on. The voltage will fall to about 500 volts. 

Do not allow this low voltage condition to exist for over 10 
minutes. If it does, turn the power supply off, open the chamber 
gate valve and rough the system again to at least 10 microns. 

(5) The voltage should climb to about 4750 volts in a few minutes. 
When it does, switch the range selector to Ton and perform 
stemps 5 through 9 of the Hot Start Procedure. 


MDC E1198 
l«AY 1975 


4 

B-2 

MCOOMMELL DOUGLAS ASTmOMAtJTICS • KAST 


Adumtced Oplicd (Mmiuolm 


FINAL REPORT 


APPENDIX C 

ELL I Pf^OMETER DATA REDUCTION PROGRAM 


DESCRIF flOH. THE ELLIFSOMETER DflTR REDUCTION PROGRRM ■ E JRR • i • 
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USER EE CPiPfiBLE OF PROGRHMMING TME H-P9830. BY FOLLOWING THE 
DIRECTIONS PRESENTED BELOW. THE EDRP CRN BE SUCCESSFULLY RUN. 

THE EDRP IS RN HDRPTRTION OK fi FORTRRN PROGRRM WRITTEN BY ROBERT 
W. LOSER RND DONRLD T. LRRSON OF THE DOW CHEMICRL COflPRNiS GOLDEN > 
COLORRDO. 
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■ HI. F PCiijE'RI'! . i.i '1 .J ' HK bOSiL t .OIJH r I - ,iN -• '.'F 

l.L •F":i. i'UTF H'-^ I. ■ Kt mKhP". ■ IK THE ERDP 

iF iOfi f* J K t.'i ii.S" r-l I -O.'E I li I : F ' I F. . ■ RUmjII: 
OhDED ;ul N 'HI :S’’I' SLiF'ilS OF' . PTU H 

' MpT V I UF O'-RhCI.E F..p U'..EP 'H.FIUU' USE. 
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• £DR? EKECU! 'OH . i-4 fi 1 i ■ FUUOl'ilHi; i.' MMi'ltiNl*: 

« 

I oriii 1 ijTt 

Hf-r. r:u. th.; v.i: fh' i'tl. thri rf i onDf ij irr.u 

I'lF HL '1 '.TEF IS T.J INPUT Vlh THE f tYBlRhH STRF'TINu UhTH f OR il ' 

FPi.ii',FTT-'l, THE T IiRiTi RFF EN'I-RI.Ei l.i.ilNG DhTh STRTEMENT; 

f<urifc!f/'ai .r-!>i“EH 2 m hhh iiepfhding upon nhich option ip 
i:hijsen. the fhkmhi or these iihri ■rrtementp will vrrv. r ’i,R,ri :.f 1 
FEFE:FR to the one or sE VEP.U '.liiTL sTRTEMEMTS INPUT EOF: THE sEj H.Tf.n 
OPT 1 01 ;. [FiE rOPPRTS FOP F HIT! Of THE THREE TYPES OF DRTR SET IP 
PRCSENTE.T below: 


OPTiuH sj 


F 00 

2ni 

EOf: 

e:OS 


9'T 


T'hTfl PEFFHor : v'L inde:. i.F 

iHCIiiENOF:^ , 'NUMBFf . OL 
ItPTR 'PSIlR ’ [itl. • ' 
riRTR R'SI::’ . ’iEL 2 ' 

TTRTR ’PSI tR^DELG’ 


liRTH -PSirl' ROCLN’ 


■..'J^i OHNOILG OTruuro-, 'RHi.LL 
^lilF:3 OF F'S! HNli LtLl Tij BE f'F'i‘i- 


PAGf 

^ iXX)R QU4LJ 


FOP EHCti PSR DEL PRIR? Of IpTi; #1 OjOF'IJiEs ; fit COMTi Fv ia.M'-it 

Index of the pore toestrf.te •mo Fti.rt oh subsiprte • 


OPT j ON 


:iu:, 


c»i 

E'l,. 

L'H 

204 


I'H TR 


: .|R ( I T 

Dl 1 1 H 
'iRT H 

mhtr 


' I E* r:FiCT Sv'E fUTt: Hr ,lij k.iHMI t-L I i OtT" H ’ HHi.iLE 

i HCIUEH'.c' ' 'WHVi i hHi; . fi I' E'Sf!!’ '.Hi RRHI iTf 
f:LFFRCT l.'L INUE:'’ H iR ' ^'Ol Ml :FFFRi:i'VE 

HUMSER OF P:-I HMD lu: ' f F n;. 

'PERL F.'l!?' OF P’LM REPP - . T i c = IMHGlNhFV 

FILH REF^TiLTn'E iHiiEY' 

'■■•SI : ' . ’ OFL r 
■PSl^' , DfcL^' 

‘RSIS' . 'HELS‘ 


I )i 

:,L. . I' ■ I 

IrTii; ■ 

Tih!l i ii 


9M:-; LiRTti ’ PS I N' « ’ jLUr 

F'UR F.Ri. H Pwl« 'itL PfllFi Mm.'iM #. iir-iT'f'Tf' IHF fHirpfTI Ml ,11 
SUPFHCE EIl.M IN nN.^STROM . RND HtP LLfE'.TtJ. trtoR 'H THE COIlPiii: :. 
•^1 1 TFT HESS '''RLUE 


OPT i OH tr: 

200 DRTf. ■ REFr hC i :i v'E IHlitX CF - 1 It ! OUNI. 1 NL 'iPlil Ull' i ' IiHmE Jt 
iUC iriEN’.Y.'.^ WhVELEMP' H i I- LICHT’ 'RERI F H.PT mi y.\i 
F'ErRHCT I^-'L INUF..;' < ’ IHHmUiuR' RRRi OF SUB'-TFR'E PEFRRCTIVE 

ihde;:' 
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2P: M1IHIMUM VALUE OF IMAiHHARV PART OF FILM REFRACTIVE IwDEX' 

’MAXIMUM VALUE OF IMAGIMARY PART OF FILM REFRACTIVE lN0£X‘i 
’INCREMENT IN IMAGINARY PART OF FILM REFRACTIVE INHEX* 

202 IjATA minimum VALUE OF REAL PART OF FILM REFRACTIVE INDEX’? 

’MAXIMUM VALUE OF REAL PART OF FILM REFRACTIVE INDEX*? 
'INCREMENT IN REAL PART OF FILM REFRACTIVE INDEX’ 

203 DATA 'MINIMUM VALUE OF FILM THICKNESS’ ?’ MAXIMUM VALUE OF FILM 

THICKNESS' -’ INCREMENT IN FILM THICKNESS’ <ALL IN ANGSTROMS- 

OPTION #3 COMPUTES A PSI? DEL PAIR FOR EACH SPECIFIED FILM 
REFRACTIVE INDEX AND FILM THICKNESS 


NOTE: IF DLSIRLD^ SEVERAL iJAT-R SETS CORRESPONDING TO THE SAME 

UK TO DIFFERENT OPT IONS CAN BE ENTERED USING CONSECUTIVELY 
NUMBERED DATA STATEMENTS. FOR EXAMPLE? A DATA SET FOR OPTION #l 
NUMBERED 200 TO 210 t A DATA SET FOR OPTION #2 NUMBERED 211 TO 220 


after THE USER HAS ENTERED THE REOUiRED DATA SETS? THE COMMAND 
PUN EXECUTE 

IS ENTERED. THE EDRP RESPONDS... 
hu. OF DATA SETS':’ 

IF THE ilSEP HAS PROPERLY LilTERLTi S DATA SETS? HE TYPES... 

3 EXECUTE 


!HE EDI'P RL ;.POf{DS. . . 
OPTION MO • 


IF? FOP l:XAMPLL? THE FTP' V T(h i i ;,F; EbPONDS To OPTION TM 
The: user ^ype: — 

1 EXECUTE 


I HE EDi'P N1.U TriEM I OAP i hE hPf PMf P J ATE iAFE F IkE -FILE 42 H'P 
OPTION 4J AND MILL PPODULl H HA..1 COPY OF THE COMPOfFD OUlPiJl 

tJPON completion of the CHl.CUl.Af l-ni'.. FOP EAi'H DATA SET? I HL F DhT 
NILE DISPIAY... 

OPTION HO.'' 

THE DESIRED OPTICN iS THEn’ EirEfLI- M.. BFFOPL HAD I HE C'iCLF 

UHEN OF .100 K3 I :• l HOSEN T AL CAI ULA 'Oi .!:lI L'TAIi INF I'ROpf E 
FILE AND PL'SPiND... 

WANT K-y PLOTS'? i=.‘FS? '2=00 
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Advanced Oplicai CtudoHunaliiw 

FINAL REPORT 


the user will enter either 1 OR-:: HCCORailNG TO HIS CHOICE 
IF PLOTS HRE DESIRED, FURTHER QUESTIONS WILL EE fiSKED TO DETERMINE 
THE GRHPH I INITS fiND RXIS MHRKINGS 

THE H-P9862 PLOTTER WILL THEN PRODUCE THE OUTPUT IN THE FURM 
OF H PLOT OF PS I VS. DEL 


WHEN HLL DOTH SETS HOVE BEEtl PRuCEoSED, PRESS... 
STOP EXECUTE 

HND REWIND THE CHSSETTE TO THE bEGINNIUG 

TO BEGIN ERDP EXECUTION, TYPE. . 

LOHD 1 EXECUTE 






C-4 


MDC E1198 
MAY 1975 


/^COO/Si/VCLL DOUGLAS ASTtfOAIAWTiCS COStf*A/VV - LAST 


Aduoitcid Oplic£t[ Ctu/dottUMiiiifM 
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PRINTER OUTPUT FORMAT 
OPTION #1 


1>RTA SET NO. 1 

COMPUTING THE INDEX. OF PEFRHCTION OF fl CLERN SUPFRCE 

THE INDEX OF REFRACTION OF THE SURROUNDING MEDIUM IS 1 
THE RNGLE OF INCIDENCE IS 70 DEGREES 

PS I PRIME DEL PRIME N31 NOL' 

1 31.43 134.73. 3. 1S9898936 4.30120811'+ 

DhTR SET NO. 2 

COMPUTING THE INDEX OF REFRRCTIOt+ OF R CLERN SUPFRCE 

THE INDEX Or REFPRCTION OF THE SURROUNDING MEDIUM IS 1 
THE RNGLE OF INCIDENCE IS .’0 DEGREES 

PS I PRIME DEL PRIME N31 U33 

1 31.43 134.73 3.19989899b 4 ..lU U‘.r ^ 
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PRINTER OUTPUT FORMAT 
OPTION #2 


INDEX OF RfFR.OF oURROUNIiIHC MEDIUM 13 I 

rncle of incidence is 7u deg 

WhVEL OD light is 5461 HNGSTR0M3 
INDEX OF REFR. OF SUBSTRATE IS N^l= 

AND N32= 4.3 

Value of n2i is 2 

VALUE OF N22 IS 1.5 


QUADRANT 

RSI 

DELTA 

THICKNESS 

KRRUR 

1 

4 

31.43 

134.73 

-0.021835224 

4.4;_.-..02E 03 

2 

4 

30 . 7 

1 14. 15 

100.0008069 


3 

4 

29.36 

99.39 

200.0082604 

1 . .94 

4 

. 4 

27.61 

■90.13 

300.0813858 

6848 1 0 • 

5 

3 

25.63 

S3. 76 

400. 0729325 

3. :4224l 

6 

3 

23.64 

80.33 

5'00 • 1 145688 

5.1548.T 114 

1 

3 

21.94 

79.47 

600. 2.l:6455c' 


‘8 

3 

20.76 

80.42, 

699. 347096 

■ A 

•ji 

20.12 

32. 16 

799. 538 ;i'976 

i.048'j I! 'i 

10 

2 

1 9 . 9 

8 . oA 

89 ‘9 . 8 1 *■■07 1 9 

^ "9* f • ‘ 

1 1 
2 

• 19.95 

S5 . 1 5 

1001 . J6708*: 

* 1 ^ . 
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PRINTER OUTPUT FORMAT 
OPTION #3 • 


r~f\xis trfinS““DELTH 0 36 Q 

Y-RXIS limits > U 90 
OPT I or; Nu. i 


ihde:; of 

HMGLe OF 
WHVEL OF 

PEER. OF SORROUMMHG 
I NCI HENCE IS 70 

lh;ht is '5461 

MEDIUM IS 1.003 

IMDEX OF 

REFR OF SUBSTRRTE IS 

N31- 3.24 IP, 

H21= 2.4 

N22= 0 . 1 6S 

• 

THICKNESS PS I CHLC 

DEL ChLC 

0 

65.86442124 

30 1 . 5360682 

40 

65. 35734928 

297. 1904193 

y0 

64.79152449 

287. 3 J. 4379 

120 

64.16098424 

277.9542275 

160 

63. 44589779 

268.9914948 

200 

62.60683767 

260.36227b 

240 

6 1 . 58233 1 77 

251 .9164207 

280 

60.29411905 

24 j 3941949 

320 

58 6632853S 

2?-. 3552187 

3t.0 

5:. . 68642 :'‘69 

29. 107, 945 

4110 

54.5^-*736y02 

211. 7655237 

440 

5 ’■> . 067 23936 

196.7420427. 

480 

53 02791602 

179.753.36 16 

S20 

54.81443135 

162.9751041 

S60 

57.75525288 

143. 164378^ 

600 

60. 94901 105 

I P*. 524227 

640 

63.89627009 

124. 3641056 

680 

66. 45988944 

11 919: 107 

720 

68.65872395 

103.6155957 

760 

"0.54629169 

93.06312604 

800 

72, 16581993 

82.00125236 

840 

■^3.53972805 

i m 3^' a 1 L* 4 7 1 

880 

4. 6 ^155610 

57.-^62:3651:: 

“'-<20 

75,55247205 

4^.5186963 

960 

^ 6. 1700281 1 

3i. . 66282487 

1 000 

"6. 51769452 

16. ‘‘ 467640.- 

1040 

' 6 . 6 1 1 2! 6 3 J i ' 9 

2. ■012;547*’ 

i0ee 

.’6 . 4437 1 6'^9 

. 262 44Uj 

1120 

76.09364 

3S4. 8-65481 
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E L L I P S 0 M E T E R 


DATA REDUCTION PROGRAM 
FILE 1 


10 tiH Q[ 160] 

30 11 = 1 

40 DISP "NO. OF DftTR SETS"! 

50 INPUT R[ 1 ] 

60 DISP "OPTION NO."; 

70 INPUT R[2] 

80 GOTO RC2] OF S8* 1 10» 150. 150» 150 

90 LINK 2.1000 

100 GOTO 160 

110 LINK 3. 1000 

120 GOTO 160 

130 LINK 4.1000 

140 GOTO 160 

150 LINK 5. 1000 

160 GOSUE; 1000 

170 IF <I1-I=IC 1 ])=0 THEN 9999 
180 11=11^1 
190 GOTO 60 
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ELLIPSOHETER DATA REDUCTION PROGRAM 

FILE 2 


1000 

1001 

1005 

1010 

1015 

1020 

1025 

1030 

1040 

1045 

1050 

1055 

1060 

1065 

1070 

1030 

1081 

1085 

1090 

1100 

1105 

1300 

1305 

1310 

1315 

1316 
1320 
1325 
1330 
1335 
1340 
1345 
1350 
1355 
1360 
1365 
1370 
1375 
1380 
1400 
9999 


PRINT 

PRINT 'DftTfi SET NO."; II 
PEflP mC3]«FI[43»hC5] 

FOR 12=1 TO 0C5 3 

RERD B[ I2]»CC 123 

NEXT 12 

PRINT 

PRINT 

PRINT "COMPUTING THE INPEX OF REFRRCTION OF H CLEHN SURFHCE" 
PRINT 

PRINT "THE INDEX OF REFRACTION OF THE SURROUNDING MEDIUM IS"Hl31 
PRINT "THE ANGLE OF INf lDENCE IS" ; At 4 3; "DEGREES" 

PRINT 

PRINT " 'S-PSI PR I ME "DEL PRIME" . 'N31" . "N32" 

AC6 3=At7 3=0 
FOR 13=1 TO At 5 3 
1 = 13 

GOSUb 1300 

PRINT IS*bt I3 3o:t I33.0r63»At7] 

NEXT 13 
GOTO 1400 

At83=SIN<At43 57.29578 ■ 

At 9 3=C0S<At 4 3 -57. 29578. > 

At 10 3=SIN<2^Bt I 3/57. 29573 > 

At 11 3=COS<2*Bt I 3 57. 29578 * 

At 11 3=At 11 3T2 

At 12 3=SIN(Ct I 3/57.29578.* 

At 13 3=COS<Ct I 3 57.29578) 

At 14 3=Af 8 3/At93 

At 15 3=At 14 3i-At 14 3+Ht 1 1 3 *; *■ 1 ♦■At lO i^At 13 3 >t2) 

At ie3=<At3 3t2> + <At8 3t2'^-' 1+At l5 3> 

At 173='At 33^At 14 3*At8 J-At 103*At 123 (l+At 103+At 133) 

At lS3=At 16 3-' At 17 3t2> 

At 19 3=(At 163-(At33t2)-<Ar83t2 v Ri 161 
At 20 3=2*At l7 3*SGlP(At 16 3^At 19];. 

At 21 3=SQR(At 18 3*At IS 34Ht 20 3^Ht 20 3 •* 

At6 3=SQP<<At21 3+At 1S3).'2) 

At7 3=SQR*'<At21 3-At 18 3^/2) 

RETURN 
RETURN 
END 
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ELLIPSOMETER DATA REDUCTION PROGRAM 

FILE 3 


i00» link ^ 

100J READ ]jH[71»fir5: 

lyuS. REhD D>I£ 

1010 fll 23 ]=ftC 24 ]=flC 25 ]=H[ 26 l=fH[ 27 >-0 

1015 fl[28]=^AC29]=ft[30]=A[ 31 ]=Ht 32 ]=At 33 ]=0 

1 020 RC 34 ]=RC 35 ]=R[ 36 ]=R[ 37 ]=R[ 38 ]-fl[ : 3 3=0 

1025 hC40J=hC41 3=F=G=0 

1030 fl[ 42 j=R[ 43 3=2 

1040 PRINT 

1045 PRINT "INDEX OF REFR.OF lUPFOUNDING MEDIUM IS"5fl[3] 

1050 PRINT ‘RNGLE OF INCIDENCE 1 8 ‘ ; RC 4 3" DEG" 

1055 PRINT ‘URVEL OD LIGHT IS" 1 RC 22 3? "RNGSTROMS" 

1060 PRINT INDEX OF REFR. OF SUBSTRRTE IS N31=";RC63 
1065 PRINT *RND N32=";RC73 
• 1070 IF RC23>2 THEN lOSO 

‘ 1075 PRINT "VRLUE OF N21 IS"5D 

1030 PRINT "VRLUE OF N22 IS" IE 
1090 PRINT 

1095 PRINT " "FSI". "DELTR' . “THICMiESS' 5 "ERROR"- "QURDRRNT 

1100 PRINT 

1105 FOR 12=1 TO R153 

1110 RERD K-L 

1115 H=0 

1120 GOSUB 2500 

1125 Rt443=K-RC233 

1130 R[453=L-RC243 

1 1 35 M=SQR< < RC 44 31 2 ;• + H[ 45 ]t2> 

1140 RC 43 3=3 

1141 PRINT 

1145 PRINT I2'K-1 jF-M-G 
1150 NEXT 12 

1155 IF Rl2]=1 then 1170 

1160 PRINT TRLC. VRLUE nF N2 1 I ‘JD;"WITH SUi. ERR.JP ‘ 5 N 
PPTUT SELECTED VRLUP UF IS";E 

31^0 RETURN 
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ELLIPSOMETER DATA REDUCTION PROGRAM 

F I LE A 


2500 GOTO fiC4 .-:] OF 2t.00. 2600 < 350^.* <1600f 5000 
2600 ft[ 46 ]=-CO'=;''0C 4 ]/57. 29578 > 

2605 flC47]^fl[46]-^ftC46 3 
2610 fi[ 16]=8C31*H[ 3] 

2615 fi[48]=fl[6]-^flr6] 

2620 8C49 J=flt7]*8C7] 

2625 fl[50]=HC48 3+RC49] 

2630 fi[5n=l -fRC 16]*R[48]-Ht 16 ]*R[ 49 1 + RC 47 ]*- RC 16 ]i-RC 49 ]-Ht 16 3- HI 43] • 
2635 R[ 52 3=^ •: 2*R[ 1 6 3-^RC 6 3*HC 7 3 1 1 -R[ 47 3 > > . < fil 58 ]t2 > 

2640 Rt 53 3=0 

2645 IF Fl[513=0 OR 8151 3>0 THEN 2660 
2650 H[53 3=HTN<'HC5^]. HC51 3 '-3. 141593 
2655 GOTO 2665 
2660 Ht53 3=HTH': HC52 3 HC51 3 > 

2665 H[53 3=fl[53 3-^0.5 . 

2670 fiC 17 3=<H[51 3*HC 51 3+HC 52 3^H[ 52 3)to. 25 
2675 R[54]=RC 17]+C0S<H[53 3> 

2630 RC55 l=Rn7]♦SIN(RC53] :• 

2685 R[56 3=D*D 
2690 RC57 3=E^F 
2700 RC58 3=R[56]+Rr57 3 

2705 RC5‘'-']=1-' RC 16 3+RL56 3-RC 16 3-RC 57 3-rRt 4r R[ 16 3*R[57 3-Rt 16 j*RL J6] . 
2710 R[60 3=<2^R[ 16 ]^n^E-^a-fl[ 47 ]:• ). <;R[58 3t2> 

2715 R[613=0 

2720 IF RC59 3^0 OF: RI59 3 O THEN 27;.5 
2725 RC61 3=RTN' RC60 3 R[5^3 '-3. 14 1 593 
2730 GOTO 2740 


2735 fi[61 J=RTN' RC ;.0 3/Rt59 3 ' 

2740 R[ 61 ]=RL 61 3^0. 5 

2745 Rt 17 3=' RC 59 3^RC 593+R[ 603^R[tNj);*i.25 
2750 R[ 62 3=R[ 17 3*C08' Ht61 3 - 
2755 R[ 63 3=R[ 17]^S1N'RC61 3* 

2760 R[ 64 3=D*R[ 63 3+E ♦flC 62 3 
2765 R[ 15 3=D-R[62 3 E-RC6':3 
2770 R[ 16 3 = R[64]-R[ 64 3+Rt 15 3*RL 15 I 
2775 Rt 17 3=-fiC22 3 ■ 4-^3. 14 1593) 

2780 Rt65]^R[64 3 RC 17 3 

2785 Ht66]=R[15 3 RE 1 7 3 

£790 Rf 67 JsRt 3 3-Rt 46 ]-H*Rt 62 ]■^E■♦HC 63 ] 

2795 flC68]5RC3HRC 46 3+n^RC 62 3-E-H[ -:3 3 
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FILE 4 (CONT 'D) 


?000 «t 69)=D*ftC63]+E*RC62] 

Z805 PC7Cl-p»RC46]-ft[3]*R[62] 

2610 Rr .’1 ]=E*RC46]-fi[3]*ftCe3] 

2815 ftC72]=D*RC46]+R[3]*fl[62] 

2820 RC73]=E*RC46]+R[3]*fl[63] 

2825 RC 74 ]=D*RC 62 ]-E*R[ 63 ]-RC 6 ]*RC 54 ]+RC 7 ]*RC 55 ] 

2830 RC 75 ]=D*fiC 62 3-E+Rt 63 ]+RC 6 ]*RC 54 ]-RC 7 ]*RC 55 ] 

2835 RC 76 ]=Rt 6 ]*RC 55 3+RC 7 3*RC 54 ]-D*RC 63 ]-E*RC 62 3 

2840 RC 77 3=RC 6 3*RC 55 3+RC 7 3+RC 54 3+D+RC 63 3+E+RC 62 3 

2845 RC 78 3=RC 6 3*RC 62 3-RC 7 3+RC 63 3-D+RC 54 3+E+RC 55 3 

2850 RC 78 1=RC 6 3*RC 62 3-RC 7 3+RC 63 3+D+RC 54 3-E+RC 55 3 

2855 RC 80 ]=D+RC 55 J+E+RC 54 3-RC 6 3+RC 63 3-RC 7 3+RC 62 3 

2860 RC 81 3=D+RC 55 3+E+RC 54 3+RC 6 3+RC 63 3+RC 7 3+RC 62 3 

2865 RC 82 3=<RC 67 3+RC 68 3-RC 69 3+RC 69 3)/<RC 68 3+RC 68 3+RC 69 3+RC 69 3> 

2870 RC 83 3=<RC 67 3+RC 69 3+RC 69 3+RC 68 3)/<RC 68 3+RC 68 3+RC 69 3+RC 69 3> 

2875 RC 84 3=<RC 70 3+RC 72 3+RC 71 3+RC 73 3)/<RC 72 3+RC 72 3+RC 73 3+RC 73 3) 

2880 RC 85 3=<RC 70 3+RC 73 3-RC 71 3+RC 72 3>/< RC 72 3+RC 72 3+RC 73 3+RC 73 3> 

2885 RC 86 3=<RC 74 3+RC 75 3-RC 76 3+RC 77 3)/<HC 75 3+RC 75 3+RC 77 3+RC 77 3) 

2890 RC 87 3=(RC 74 3+RC 77 3+RC 76 3+RC 75 3>/<RC 75 3+RC 75 3+RC 77 3+RC 77 3) 

2895 RC88 3=<RC78 3+RC 79 3-RC80 3+RC8l 3)/' RC 79 3+RC 79 3+RC 81 3+RC81 1) 

2900 RC89 3='.RC 78 3+RC 81 3+RC 80 3+RC 79 J)/<RC 79 3+RC 79 3+RC 81 1+RC81 3) 

2905 GOTO RC433 OF 3508? 3500* 500O» 5080 

3500 RC 11 3=C08<K 57.29578> 

3505 RC 103=SIM<K/57.29578> 

3510 RC90 3=RC 10 3 RC 111 
3515 RC91 3=SIN(L-57.29578) 

3520 RC 92 ]=C08<L/57. 29578) 


original page is 
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3525 

3530 

3535 

3540 

3545 

3550 

3555 

3560 

3565 

3570 

3575 

3580 

3585 

3590 

3595 

3600 


RC 93 3=RC 84 3+RC 86 3+flC 88 3*R[ 92 3-RC 90 3-RC 35 3+RC 86 J+RC 88 3+Rt 91 J+RL 90 J 
RC 93 3=RC 93 3-RC 84 3+Rt 86 3+RC 89 3+RC 91 3+RC 90 3-RC 85 3+RC 36 3+RC 89 1+Rt 92 3Hd 90 3 

RC 93 1=RC 93 3-RC 84 3+RC 87 3+RC 88 3+RC 91 3+RC 90 3-RC 85 3+RC 87 3+RC 88 1-RC ''2 l-iiC 90 3 

RC 93 3-RC 93 3-RC 84 3+RC 87 3+RC 89 3+RC 92 3+RC 90 3+RC 35 3+RC 87 3+RC 8-' 3^ RC 91 URf 9u ) 

RC 93 3=RC 93 3-RC 82 3+RC 86 3-RC 88 3+RC 82 3+RC 87 3+RC 89 3+flC 83 3+RC 87 1 • RC ‘-8 3 


RC93 3 
RC94 1 
RC94 3 
RC94 3 
HC94 1 
RC94 3 
RC94 3 
RC 95 3 
RC 95 3 
RC 95 3 
RC95 3 


RC 93 3+RC 83 3+fiC 86 3+RC 89 3 

RC 84 3+RC 86 3+RC 88 3+RC 91 3+RC 90 3+RC 85 3+RC 86 3+RC 88 3+RC J-*RL 

RC 94 3+RC 84 3+RC 86 3+RC 89 3+RC 92 3+RC 90 3 + RC 84 3+RC 87 1+Rt 88 J+i-ll 

RC 94 3-RC 85 3+RC 86 3+RC 89 3+RC 91 3+fiC 90 3-RC 85 3+RC 87 3+Rt 1 RC 

RC 94 3-RC 84 3+RC 87 3+RC 8 + 3+RC 91 3+RC 90 3-RC 85 3+RC 87 3+RC 8 + '^hi. 
RC 94 3+RC 83 3+RC 87 3+RC 89 3-RC S 3 3+RC 86 l+RC 88 3-RC 82 3+RC 86 1 ■ hC 
RC 94 3-RC 82 3+RC 37 3+RC 88 3 

RC 36 3+RC 92 3+RC 90 3-Rt 87 3+RC 91 3+RC +0 3+RC 82 3+RC 84 3+Rt 8i. !‘rt! 
RC 95 ]-RC 82 3+fiC 85 ]+Rt 89 3+Rt 92 3+Rt 3-Rt 83 3+Rt 84 3+RC f"" J*ril 
RC 95 3-Rt 83 3+Rt 85 3+RC 88 3+Rt 92 3+RC 9R 3-RC 82 1+Ht 84 3+HC ^ h Hf 
=RC 95 3-RC 82 3+RC 85 3+RC 88 1+Rt 91 3+RC 90 3-Rt S3 1+HC 84 3+Rt 8:: l : Rl 


0 3 


■+1 


I ‘ hr 1 
l^-itC 90 3 
l-'lC 90 1 


1 ♦ I •[ J 

J • Rl 90 3 
J 'll' ■■*n ! 

3 ‘91 )R i 


3605 RC 95 3=RC 95 3+Rt 83 3+Rt 85 1-Rt 89 3+RC >1 3+RC 90 J-Rt 82 3+RC 84 l+RC 
3610 RC95 3=RC 95]^RC83]+Rt85]+RC86]+RC83 3+Rt 8 \ ]*RC 87 3+Rt 32 3‘Rt 



I 

J+Hl 


1 


3615 

3620 

3625 

3630 

3635 

3640 

3645 

3650 

3655 

3660 


RC95 3=RC 95 3-RC38 3 

RC 96 1=RC 87 ]*Rt 92 3+RC 3 + HC 86 j 

RC 96 3=Rt 96 3+RC 82 3+flt 85 3-RC 88 3 

RC 96 3=RC 96 3-RC 83 3+Rt 85 3+RC 89 3 

RC 96 3=RC 96 3-Rt 82 3+Rt 85 3+RC 8'9 3 

RC 96 3=RC 96 3-Rt 83 3+fit 85 3+Rt 83 3 

RC 96 l=flC 96 3-RC 82 3+Rt 85 3+Rt 86 3 

RC i6 3=RL96]-RC89 3 

flC 97 >Flt 82 3-RC 92 3-Rt 90 3-RC 8': 3 

f\l 98 3=Rf S3 3+RC 92 3+Rt 90 3+RC 82 3 


Rr 91 3+Ri -0 3^ RC 82 3+RC 84 1+ 
RC 92 3+Rt 90 3 + RC 83 l-HC 84 1- 
+RC 92 3+RC 90 3+Rt 82 3+RC 84 3- 
-RC 91 3-Rt 90 3-RC 33 3+Rt 84 3 + 
+RC 91 3 + RC ‘^0 3-Rt 33 3 + Rt 84 1 + 
-.RC 32 ]+flt 84 3+RC 87 3+Rt 8 3 3 + 

+RC 91 3+Rt 90 ]-Rt 84 3 
+RC91 3+RC 90 3-RC 85 3 


RC 8 + 
RC 88 
RC,8j.; 
RC 89 
RC 86 
Rt 8S 


j-m -*2 1 ♦ 

l‘Rl 9*' > + 
1 ’ 81 H t . 

hr' 

1 

1 h.’ • 


Hi 9ti 1_ 
Rl '‘0 3 
R[ 90 J 
Rt )R 3 
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Advanced Opiica£ CedaminaiiM. 

FINAL REPORT 

FILE 4 (CONT'D) 


3665 99 l=ftC 9'. ]*AC 95 ]-Rt 96 ]*ftC 96 ]-4*flC 93 ]*AC 97 ]+4«flC 94 981 

3676 fit 100 1=Z*fil 95 ]*ftC 96 ]-4*RC 93 ]»AC 98 ]-4<^flt 94 ]*At 97 1 
3675 flC 101 ]»0 

3680 IF flC99]=*0 OR AC99] 8 THEN 3695 
3685 fi[ 101 ]=ATN<RC 100] RC99D-3. 141593 
3690 GOTO 3700 

3695 RC101 ]«RTN<R[ 100 3/RC99]) 

3700 RC 101 ]=R[ 101 ]*0.5 

4000 RC 102]«(RC99]*RC99]+R[ It^O ]*Rl 10O]>t0.25 
4005 RC 103]»2*<RC931*RC93]+RC ?4]*RC94]> 

4010 RC 104]=RC 102]*<fiC93]-^COS<fiC 101 ])+RC 94 ]*SIN<RC ICU ] •) 

4015 RC 105 3«<-RC93]*RC95]-RC94]*flC96]+RC 104]>/fiC 193] 

4020 RC 106]='^-RC93]4RC95]-RC94]*Rr96 3-RC 104 3) RC 103 3 
4025 RC 107 3=RC 102 3*<flC 93 ]*SIN(fiC 191 3^-RC 94 3*C0S<RC 101 3>> 

4030 RC 108 3»<flC94]*fiC95 3-RC 93 3*RC 96 3+RC 1073) RC 1033 
4035 RC 109 3=<RC94]*flC95 3-RC93 3*RC96 3-RC 107 3) RC 103 3 
4040 RC 110]«LOG<SQR<RC 105 3*RC 105 3'+RC 108 3*RC 108 3)) 

4045 RC 111 ]»LOG<SQP<RC 1063^^Rt 1063fRC 109 3+RC 1093)) 

4050 IF RC2 3>2 THEN 4300 
4055 RC 112 ]*RC 113 3=0 
4065 X1=RC 108 3 


4070 X2*RC 105 3 
4075 X3=RC 1123 
4080 X4«RC 113 3 
4085 X5«RC253 
4090 X6=RC263 
4095 X7*RC353 
4100 GOSUB 5500 
4105 RC 108 3=::i 
4110 RC1053=X2 
4115 RC1123=X3 
4120 RC113 3=X4 
4125 RC253=X5 
4130 RC26 3=X6 
4135 flC353=X7 
4140 RC 114 3*RC 115 3=0 
4145 X1=RC 109 3 
4150 X2=RC1063 
4155 X3=RC 1143 
4160 X4=RC 1153 
4165 X5=RC273 
4170 X6*RC283 
4175 X7=RC41 3 
4180 GOSUB 5590 
4185 RC1093»X1 
4190 RC1063=X2 
4200 RC1143=X3 
4205 RC115 3=X4 
4210 RC273=X5 
4215 RC283=X6 
4220 RC41 ]=X7 
4230 GOTO 4709 
4300 RCn21=fiC 113 3=0 
4305 108 3 
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FINAL REPORT 
FILE 4 CCONT'D) 
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MAY 1975 

4310 

X2=flC 105] 


4335 

X3=fiCl32] 


4320 

X4=RC 113] 


4325’ 

^X5=flC25] 


4330 

X6=R[26] 


4335 

X7=Fl[29] 


4340 

X3=FlC30] 


4345 

X9=R[31] 


4350 

Y1=RC32] 


4355 

Y2=RC33] 


4360 

Y3=I2 


4365 

Y4=RC34] 


4370 

Y5=RC35] 


4377 

GOSUB 6000 


4380 

RC108]=X1 


4385 

fC 105]=X2 


4380 

RC 112]=X3 


4400 

RC 113]=X4 


4405 

R[25]=X5 


4410 

R[26]=X6 


4415 

R[29]=X7 


4420 

R[30]=X8 


4425 

RC31 ]=X9 


4430 

RC32]=Y1 


4435 

RC33]=Y2 


4440 

I2=Y3 


4445 

RC34]=Y4 


445t 

hC35]=Y5 


4455 

Rt 114]=RL 115]=0 


4460 

X1=R[-109] 


4465 

X2=^R[106] 


4470 

X3=Rt 114 3 


4475 

X4=R[115] 


4480 

X5=R[ 27 ] 


4485 

X6=Rt 28 ] 


4490 

X7=HC36] 


4495 

X8=R[ 30 ] 


4500 

X9=R[ 37 ] 


4505 

Y1=RC 38 ] 


4510 

Y2=RC 39 ] 


4515 

Y3=I2 


4520 

i'4=RC 40 ] 


4525 

V5=Rt41] 


4530 

GOSUB 6000 


4535 

R[ 109 J=X1 


4540 

R[ 106]=X2 


4545 

Rf 1 14 ]=X3 


4550 

RL 1 1 5 ]=: M 


4555 

Rt 27 ]=X5 


4560 

R[ 28 ]=X6 _ 


4565 

R[ 36 ]=X7 — 


4570 

RC 30 ]=X8 C ^ ^ 


4575 

RC 37 3^X9 


4580 

RC38 3^Y1 


4585 

RC 39 3=Y2 


4590 

I2=Y3 


4595 

RC 40 3=Y4 


4600 

RC41 3=Y5 


'4700 

RC 1 1 6 ]= < 1 )C 64 ]+Rt 1 1 0 ]4 Rt 1 'j J+H' . 1 2 J RC 1 6 j 
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FINAL REPORT 
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MAY 1975 


FILE A (CONT'D) 


<4705 flrJ17]:(ftt64KR[ 111 ]+ftC 15]*flt 1141V RC 1^:] 

^"12 BC n8XRC64 1*Rt 1121-RC 15 3*flr 1101 >. fl[ 16 3 

4715 Rt ll9 3=^RC64 3*Rf 114 3-RC 15 3*Rt 111 IV'RC 163 

4720 RC 120 3=R[ 17 3+RC 1 16 3 

4725 RC 121 3=RC 173*R[ 1173 

4730 RC ie21=R[ 17 3*RC 118 3 

4735 RC 123 3=RC 17 3*RC 119 3 

4740 IF <RBS< RC 122 3) -RBS': RC 123 3) ))0 THEN 4800 
4745 F=RC 1203 

4750 G=RC 1133 • 

47L'5 H=RC122 3 
4760 GOTO 4850 
4800 F=RC 121 3 
4805 G=RC 1153 
4810 H=RC 1233 

4850 GOTO RC 43 3 OF 5300!. 5000- 5O0O 
5000 RC 1 24 3=E: ‘P RC 65 3*F > *COS v fll 66 3^F ) 

5005 RC 125 3=E:iP(flC 65 3*F ‘^SIMCRC 66 3*F ;' 

5010 RC 126 3=RC34 3-^RC 88 3*RC 124 3-RC 89 3*RC 125 3 
5015 RC 127 3=RCS5 3i-RC 88 3*RC 125 3+RC89 3^RC 124 3 

5020 RC 128 3=1+RC34 3*RC88 3*RC 124 3~fiC 84 3*fiC 89 3^RC 125 3-RC 85 3*RC 88 3rR[ 125 3 

502 1 RC 1 23 3=RC 1 28 3-RC 85 3^RC 89 3+RC 1 24 3 

5025 RC 129 3=RCS4 3»RC 88 3+RC 125 3+RC 84 3*RC 89 J^RC 1 24 3+RC 85 3+RC 88 3+Ht 1243 

5026 RC 129 3=Rl 129 3-RC 85 3*RC 89 3*RC 125 3 

5030 RC l30 3=iRC 126 3*RC 128 3+RC 127 3*RC 129 3) 

5031 RC 130 3=RC 130 3 (RC 128 3+RC 128 3+RC 129 3+RC 129 3 > 

5035 RC 131 3=<RC 127 3+RC 128 3-RC 126 3+RC 129 3) 

5036 RC 131 3=RC 131 3 <RC 128 3+RC 128 3+RC 129 3+RC 129 3 ■ 

5040 RC 132 3=RC 82 3+RC 86 3+RC 124 3-RC87 3+RC 125 3 
5045 RC 1 33 3=RC 83 3+RC 86 3+RC 1 25 3 ^RC 87 3+RC 1 24 3 

5050 RC 134 3=1 +RC 82 3+fiC 86 3+RC 1 24 3-RC 82 3+RC 87 3+RC 1 25 3-RC 83 3+RC 86 3+RI 1 25 3 

5051 RC 134 3=RC 134 3-RC 83 3+RC 87 3+RC 124 3 

5055 RC 135 3=RC 82 3*RCS6 3+Rr 1 25 3+RC 82 3+RC 87 3+RC 124 3+RC 83 3+RC 86 3-HC l . '*1 3 

5056 RC 135 3=RC 1 35 3-RC 83 3+RC 87 3+RC 125 3 

5060 RC 136 3=' RC 132 3+RC 1 34 3+RC 133 3+RC 135 3>/( RC 134 3+RC 134 3+RC 135 3+RC 1 85 3 ■ 

5065 RC 137 3=( RC 133 3+RC 134 3-RC 132 3-RC 135 3) .-.- RC 134 3+RC 134 3+RC 135 3+flC 135 3 '' 

5070 RC 138 3=(RC 130 3+RC 136 3+RC 131 3+RC 137]>/(RC 136 3+RC 136 3+RC 137 3+HC 137 3. 

5075 RC 139 3= ( RC 136 3+RC 131 3-HC 130 3+RC 137 3 >/<HC 136 3+RC 136 3+RC 137 3+RC 137 3;- 

5080 RC 140 3=SQP' RC 138 3+RC 138 3+RC 1 39 3+RC 139 3) 

5085 RC 23 3=RTH( RC 140 3 >+57.29578 
5090 RC91 3=RC 139 3 RC 140 3 
5095 RC 92 3=RC 1 33 3 RC 1 40 3 
5100 RC 141 3=0 
5105 IF RC 92 3<0 THEN 5150 

5110 IF RC91K0 THEN 5200 Ql, 

5115 RC 141 3=RTN<RC91 3 RC92 1> 

5120 GOTO 5230 

5150 RC 141 3=RTN(RC91 3- RC 92 3)+3. 14159^ 

5155 GOTO 5230 

5200 RC 141 3=RTN(RC 91 3. RC 92 3.' + 6 . 283186 
5230 RC 24 3=RC 141 3+57.29578 
5300 RETURN 

5500 IF a2=0 or X2>0 THEN 555u 
5505 X3-RTN<X1/X2>-3. 141593-X5 
5510 

C-15 
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FINAL REPORT 

FILE 4 CCONT 'D) 


MDC E1198 
MAY 1975 


5515 H7-4 
5520 GOTO 5^00 
5550 «3=flTNO<l/X2)-X5 
5555 X4-3 

5560 IF X1=0 OR XI >0 THEN 5650 
5565 X4*X4+1 

5570 IF <X4-X7)<0 OR <X4-X7)>0 THEN 5750 

5575 IF <X4-X7)=0 THEN 5700 

5600 IF X1<0 THEN 5565 

5605 IF X1=0 OR XI >0 THEN 5750 

5650 X4=l 

5655 HC 142]=X4-1+X6 

5660 IF flC 1421=0 OR fl[1421>0 THEN 5800 

5700 X5=X5+6. 283136 

5705 X6=0 

5710 X7=0 

5720 GOTO 5550 

5750 X6«-l 

5800 RETURN 

6000 IF <X8-1)>0 THEN 6010 
6005 Y4=l 

6010 IF X2=0 OR X2 -0 THEN 6030 

6015 X3=HTN<Xl/X2>-3. 141593-X5 

6020 X4-2 

6025 GOTO 6070 

6030 X3=flTN(Xl/X2)-X5 

6035 X4=3 

6040 IF X1=0 OR X1>0 THEN 6100 

6045 X4=X4+1 

6050 IF X6<0 THEN 6300 

6055 IF X6=0 OR X6>0 THEN 6250 

6070 IF XK0 THEN 6045 

6075 IF X1=0 OR XI >0 THEN 6250 

6100 X4=l 

6105 flC 1421=X4-1+X6 
6110 IF flC 1421:0 THEN 6140 
6115 IF HI 142 1=0 THEN 6300 
6120 IF flCl421>0 THEN 6250 
6140 X5=X5+6. 283136 
6145 X6=l 

6150 IF <X8-1>>0 THEN 6170 
6160 X9=2 
6165 GOTO 6030 

6170 IF Y4<0 OR Y4=0 THEN 6030 
6175 Yl=2 
6180 GOTO 6030 

6250 IF (Y3-1KO OR <Y3-r:-=0 THEN b30U 
6255 X6=-l 

6300 IF (X8-Y2X0 OR <X8-Y2:'>0 THEN 6:360 

6305 IF <Y1-X8><0 THEN 6330 

6310 IF Oi4-1><0 OR <X4-1>=0 THEN 633d 

6315 Y2=0 

6320 Y1=0 

6325 GOTO 6390 

6330 283186 ' 

6335 X7:X7-6. 283186 
6340 Y2=0 
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FINAL REPORT 


MDC E1198 
MAY 1975 


FILE H (CONCLUDED) 


eUs X9r2 
6350 V5s4 
6355 GOTO 6390 

6360 IF <X9-X8)<0 OR <X9-X8)=0 THEM 6398 

6365 IF <X4-1)<0 OR <X4*-1>=8 THEN. 6398 

6370 X3=X3-6. 283136 

6375 X7-X7+6. 233136 

6380 Y2=2 

6385 X9=0 

6390 IF <X4-V5)<8 OR <X4-Y5)>8 THEN 6488 
6395 X3=X3-6. 283136 

6400 IF <<X8-1)*Y4)<0 OR < <X8-1 >*Y4)=8 THEN 6418 
'6405 'Y4=0 
6410 RETURN 
9999 END 
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ELLIPSOMETER DATA REDUCTION PROGRAH 

FILE 5 


LlNk 

1005 READ J.flC?] 

1010 REhD HC 1433j fiC144].fiC 145] 

1015 RERD RC i46].fl[ 1473 jRC 14S J 
1020 RERD F1jF2»F3 

1025 DISP ‘WRMTX-Y PL0T?1=VES* 2=N0" 1 
1030 INPUT RC152] 

1035 IF RI152]=2 THEN 1105 

1040 DISP "INPUT DEL-MlN»DEL-f1RX"; 

1045 INPUT H11-H2 

1050 PPim "X-RXIS LIMITS--TIELTR ‘;H1;H2 
1055 I' ISP ‘INPUT PSI-MIN»PSI-('1RX*; 

1060 INPUT V1>V2 

1065 PRINT ‘“v’-RXIS LIMITS- PSI " ! VI 5 V2 

1070 SCRLE H1»H2'V1.V2 

1075 DISP "INPUT X-RXIV3 TIC INTERVAL"; 

1080 INPUT H3 

10S5 XRXIS V1»H3 

1090 DISP "INPUT Y*h::I6 TTC INTERVAL"; 

1095 INPUT \'3 

1100 ‘YRXIS .H1»V3 

1102 R[ 15 3 

1 1 05 1>-L=G=H=RC 23 ]^R[ .:4 l~-hl 25 ]=0 
1 U0 A[ 26 ]=RL 27 ]=R[ 2& l^RL 29 3-Hl 30 ]=R[ 31 1-0 
1 i 1 5 Rt 32 ]=ML 33 1=RC 34 . --RC 35 ]=H[ 36 J=RI 37 J=0 
1.20 RL 38 3--R': 39 ]=RC 40 J=RI 4 1 ]=0‘ 

1125 FPINT "OPTION NO. 3" 

I' -JO PRINT "INfiEX OF REFR. UF '.URRuUNDING MEDIUM i-.";hl3] 

U35 PRINT 'ANGLE OF INCIDENCE IS"HC4] 
ii40 PRINT "NAVEL OF LIGHT IS';A[221 

1145 PRINT "INDEX OF PEER OF SUBSTRATE IS N31 = ' ; III 6 j: ' 1132^ ' J Mi 
1 150 L=At 143] 

1155 D An +6] 

1160 PRINT "iL , = ";d; 1122^ ;e 

1165 PRINT 

Ur'S PRINT "THICKNESS" J 'PSl CALC ‘'"DEL CuLC" 

1130 RL43I-4 


ll.?l F=F1 
1185 GOSUB 2500 
11 90 RC43]=5 

1193 IF RL24] '= 360 ; HEN 1195 

1194 Hf 24 ]: RC 24 ]-360 

1 195 PRINT FiHL2S]<RI ..•'] 

1106 TF Rt 152 1-2 IHEN i2to 

ir^7 IF Hi 1531. - 90 OR Hi 24 J .-: 70 I Hi N 1200 

1 i -8 T EN* 

1199 GOTO 1205 

liO0 IF r.ll53] 2.’0 OR Al J 00 1MLN 1205 
1?01 r-cH 

1 05 PI 01 Ar24],HC23] 

123 0 CPLOr -0.’'. -0.3 

1220 LR0EL C<i) + 


lOBlGlNAL PAGE IS 
POOR QUALITY 
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MDC E1198 
MAY 1975 


1230 I PLOT 0,0 
1235 A[153]=A[24] 

1240 F=F+F3 

1245 IF (F-F2l<0 OR (F-F2)=0 THEN 1185 

1246 IF A[152J=2 THEN 1250 

1247 PEN 

1248 PLOT H2,V2,0 
1250 D=D+A[148] 

1255 IF (D>A[147]) THEN 1270 
1260 GOTO 1160 
1270 E=E+A[145] 

1275 IF (E>A(141)) THEN 1290 
1280 GOTO 1155 
1290 RETURN 
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